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INTRODUCTION 

Turbulent  friction  reduction,  caused  by  the  addition  of  low  con¬ 
centrations  of  certain  high  molecular  weight  polymers  to  a  fluid  like 
water,  is  still  unexplained,  although  there  is  agreement  that  alteration 
of  the  region  very  near  the  wall,  the  viscous  sublayer,  plays  a  major 
role  in  the  drag-reduction  phenomenon.  Barker  (1973) ,  for  example,  with 
measurements  on  a  free  turbulent  jet,  supported  the  hypothesis  that  the 
polymer  induced  drag  reduction  is  not  related  to  any  effects  on  the  free 
jet  but  rather  it  is  related  to  some  effect  very  near  the  boundary  layer 
wall. 

For  lack  of  sufficient  theoretical  explanation  of  the  basic  mech¬ 
anism  of  the  turbulent  structure  in  drag  reducing  flows,  most  of  the  stu¬ 
dies  in  this  area  have  had  to  rely  heavily  on  experimental  work .  These 
experiments  have  been  performed  with  one  of  the  following  approaches: 

1)  pressure  drop  versus  flow  rate  or  gross  flow  studies;  2)  mean  velo¬ 
city  profile  measurements;  and  3)  turbulence  intensity  measurements . 
From  these  studies,  many  proposals  and  theories  about  the  structure  of 
the  flows  have  been  presented,  h  review. of  these  models  is  presented  by 
Kumor  and  Sylvester  (1973) . 

So-called  displacement  models,  in  which  the  law  of  the  wall  is 
displaced  upwards,  but  parallel  to,  the  Newtonian  curve  for  increasing 
percentages  of  drag  reduction  have  been  proposed  by  several  authors.  Of 
particular  interest  arc  the  two  and  three-layer  models  employed  to 
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describe  the  flov;  structure. 

A  two-layer  model  was  proposed  by  Scyer  and  Metxner  (1969)  .  It 
consists  of  a  turbulent  core  region  and  a  viscous  sublayer  extended  to 
its  intersection  with  the  law-of-the-wal 1  resulting,  therefore,  in  a 
thickened  viscous  sublayer  relative  to  the  Newtonian  fluid  case.  Virk 
et  al.  (1970) ,  among  others,  proposed  a  three— layer  model.  His  model 
was  comprised  of  a  viscous  sublayer,  an  clastic  sublayer  and  a  turbulent 
region  similar  to  the  two-layer  model.  This  model  describes  the  mean 
flow  structure  at  low  drag  reduction  and  when  integrated  predicts  fric¬ 
tion  factor  results  consistent  with  the  maximum  drag  reduction  data  of 
Seyer  and  Metzner. 

As  Kumor  and  Sylvester  (1973)  point  out,  the  displacement  models 
should  be  considered  low  drag  reduction  models  because  results  from,  high 
drag  reduction  experiments  indicate  an  increase  in  slope  of  the  velocity 
profile  in  the  turbulent  core  region,  and  therefore  a  decrease  in  the 
mixing  length  constant.  This  would  therefore  negate  the  hypothesis  that 
the  law~of-the-vjall  is  shifted  upwards,  but  parallel  to,  the  Newtonian 
curve. 

Lunley  (1967)  is  among  those  who  suggest  that  molecular  extension 
and  molecular  entanglement  resist  the  formation  of  the  streamwj.se  vor¬ 
tices  as  'well  as  absorbing  energy  from  the  turbulent  edclios.  Gad  cl  (1966) 
and  V/alsh  (1967)  hypothesize  that  turbulence  dissipation  is  not  the  mech¬ 
anism  involved  in  drag  reduction,  but  rather,  that  a  resulting  reduction 
in  the  generation  of  turbulence  is  responsible. 

To  date  tha  only  studies  that  have  specifically  investigated  the 
wall-region  in  drag  reducing  flows  have  been  those  by  Kckclman,  Fortuna, 
and  Hanratby  (1972)  and  Donohue,  Tiederman,  and  Reischman  (1972). 


3 


Eckelmun  et  al.  used  electrochemical  techniques  to  show  that  the  addition 
of  drag-reducing  polymers  caused  an  increase  in  the  average  wavelength 
of  flow  oriented  eddies  close  to  the  wall.  Their  model,  however,  did 
not  allow  for  changes  in  the  burst  rate  of  low  momentum  streaks  (Willuiurth 
and  Lu,  1972,  among  others,  have  shown  that  in  Newtonian  flows  the  cynic 
of  turbulence  production  includes  large-scale  inrushes  or  sweeps  as  well 
as  outward  bursting  of  fluid  in  the  near-wall-region) .  Donohue  ot  al., 
on  the  other  hand,  analysed  motion  pictures  which  showed  that,  for  the 
one  polymer  concentration  used,  there  was  a  marked  change  in  the  struc¬ 
ture  of  the  wall-region  resulting  in  a  decrease  in  the  quantity  and  in¬ 
tensity  of  the  spatially  averaged  burst  rate  of  the  low  speed  streaks 
and,  therefore,  an  apparent  change  in  the  turbulence  production  process. 

Whatever  the  model,  the  mechanism  of  drag  reduction  is  dependent 
on  many  coupled  and  non-linear  phenomena  in  the  polymer-solvent  system, 
thus  complicating  any  testing  procedure.  It  strongly  depends  on  the  poly¬ 
mer  concentration  in  that  not  only  the  viscosity  of  the  system  increases 
but  the  probability  of  entanglements  of  polymer  chains  cilso  increases 
with  increasing  concentration.  There  is  even  strong  indication  that  drag 
reduction  exists  in  the  limit  oi  infinite  dilution  (see  Huang,  1974) . 

The  concentration  of  the  higher  molecular  weight  materials  present  in 
the  molecular  weight  distribution  influences,  among  other  things,  the 
degradation  characteristics  of  a  particular  polymer . flow.  As  Sylvester 
and  Kumor  (1973)  note,  the  rate  of  degradation  increases  with  polymer 
molecule  size.  Degradation  can  occur  by  both  chemical  and  mechanical 
means,  the  analysis  of  which  is  complicated  by  the  polymer-solvent  sys¬ 
tem  being  used.  Ignoring  these  effects  could  cause  errors  in  the  inter¬ 
pretation  of  experimental  results.  The  dimensions  of  the  flow  apparatus 
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and  the  turbulent  flow  time  are  also  factors  to  be  considered  its  it  is 
tlie  shear  field  which  controls  the  hydrodynamic  forces  on  the  polymer 
chains  and  therefore,  the  rate  of  degradation .  The  polymer  and  solvent 
mixing  procedure  is  also  extremely  important.  Careful  .and  controlled 
methods  for  mixing  and  transferring  batches  of  polymer  solutions  are 
essential. 

There  have  been  various  conventional  techniques  used  in  making 
measurements  in  polymer  flows,  but  most  of  the  results  have  bean  incon¬ 
clusive  due  probably  to  the  effect  of  the  additives  upon  the  measuring 
instruments  used,  as  shown  by  Freihe  and  Schwarz  (1969)  to  be  the  case 
for  hot  films  and  Pitot  tubes. 

In  the  case  of  Pitot  tubes,  it  is  shown  by  Berman  et  al.  (1973), 
for  example,  that  the  polymer  terminal  relaxation  time,  the  fluid  velo¬ 
city  and  the  Pitot  tube  diameter  affect  the  measurements.  Hot  film 
anemometers,  on  the  other  hand,  have  different  heat  transfer  character¬ 
istics  in  polymer  solutions  as  compared  to  water  and  therefore  cannot  bo 
calibrated  using  the  usual  heat  transfer  lav/s.  They  also  suffer  from 
a  build-up  of  polymer  on  the  film. 

The  successful  techniques  so  far  used  for  point  measurements  of  the 
velocity  have  either  been  by  flow  visualization  with  clyo  or  bubbles  or 
by  laser  velocimeters.  The  flow  visualization  methods  allov;  a  good  qual¬ 
itative  picture  of  the  flow,  but ' quantitative  measurements  arc  extremely 
difficult  to  obtain,  as  well  as  being  very  tedious  and  time-consuming . 

The  results,  at  most,  offer  only  a  limited  amount  of  the  information  nor¬ 
mally  of  interest  in  turbulent  studies.  See,  for  example,  Scyor  and 


Ketzner  (1969) . 


Over  the  pest  ten  years ,  since  Yeh  and  Cummins  (1904)  demonstrated 
that  fluid  velocities  could  be  measured  by  means  of  the  Doppler  shitted 
radiation  of  monochromatic  light  scattered  off  of  particles  in  the  fluid, 
the  laser  Doppler  velocimcter  (LDV)  has  been  increasingly  used  for  such 
measurements.  In  particular,  it  is  ideally  suited  to  polymer  flow  stu¬ 
dies  as  it  provides  a  direct  measurement  of  the  flow  characteristics  in¬ 
dependent  of  the  physical  properties  of  the  fluid.  The  light  beams  do 
not  disturb  the  flow  and  it  is  only  necessary  that  the  fluid  be  trans¬ 
parent  and  contain  a  sufficient  quantity  of  small  flow-following  scatter¬ 
ing  particles. 

Application,  of  the  LDV  to  measurements  in  n  polymer  flow  have  been 
attempted.  The  works  of  Chung  and  Graebal  (1969)  and  Guonterberg  (1972) 
reported  measurements  of  velocity  profiles  and  axial  turbulence  intensi¬ 
ties  in  a  pipe  flow.  Kumor  and  Sylvester  (1973)  used  an  LDV  system  to 
study  the  effects  of  degradation  of  polymer  solutions  on  the  mean  veloc¬ 
ity  and  axial  turbulence  intensities  in  the  turbulent  boundary  layer  of 
a  submerged  flat  plate  in  a  water  tunnel.  Rudd  (1972)  measured  both  the 
mean  axial  profile  and  axial  intensity  across  a  square  pipe  with  one 
polymer  concentration. 

The  most  difficult  aspect  of  the  LDV  has  been  the  processing  of: 
the  signals  obtained  from  the  photodctector  which,  detects  the  Doppler 
shifted  frequency  of  the  laser  beam.  V?ork  on  the  development  of  process¬ 
ing  systems  has  recently  received  a  great  deal  of  attention.  In  early 
measurements,  a  spectrum  analyzer  was  used  allowing  the  experimenter  to 
obtain  information  on  the  moan  Doppler  frequency  and  moan  square  and 
higher  order  statistical  correlations.  This  technique  has,  however, 
some  limitations.  A  complete  spectrum  analysis  of  each  data  point  is 
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necessary  requiring  long  tool  runs.  But  wore  significant  Is  that  by- 
operating  in  the  frequency  domain,  the  time  history  of  the  signal  is  lost, 
thus  preventing  the  obtaining  of  instantaneous  values,  an  area  of  parti¬ 
cular  interest  when  the  simultaneous  analysis  of  two  or  more  velocity 
components  is  desired. 

With  the  f'i-l  portion  of  the  signal  carrying  all  the  information  of 
interest,  the  wave  analyzer  has  been  supplanted  by  signal  processing 
techniques  in  which  the  frequency  signals  are  automatically  followed  by 
frequency  trackers.  Rapid  developments  in  monolithic  circuitry  have  had 
a  strong  effect  on  the  ever-changing  state  of  the  art  of  laser  velocimeter 
signal  processing  systems.  Digital  systems,  using  an  arrangement  of  fre¬ 
quency  counters,  digital  logic  and  digital  computer,  are  being  increas¬ 
ingly  used.  They  offer  better  accuracy  than  frequency  trackers  in  many 
applications,  see,  for  example,  the  Proceedings  of  tho  Second  Inter¬ 
national  Workshop  on  Laser  Velocimetry,  edited  by  Stevenson  and  Tnompson, 
(1974) . 

Assessing  the  present  state  of  laser  Doppler  velocimetry,  it  is  of 
particular  significance  to  note  the  observations  made  by  burst -et  al. 
(1972).  They  note,  for  example,  the  extremely  small  number  of  reported 
measurements  of  fluid-dynamic  significance  made  to  date  with  an  LDV  sys¬ 
tem  with  which,  exempting  the  work  by  Dunning  and  Berman  (1973) ,  not. 
even  satisfactory  spectral  measurements  have  been  made.  They  remark  that 
this  undoubtedly  stems,  in  part,  from  the  multi-disciplinary  nature  of 
the  subject,  which  requires  a  knowledge  of  optics,  electronics,  data  pro¬ 
cessing  and  fluid  dynamics.  A  review  of  the  LDV  literature  bears  this 
out  where  there  are  sometimes  two  or  tliree  authors  for  a  paper  each  con¬ 
tributing  his  particular  expertise.  There  is  much  to  bo  said  for  a  team 
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effort  if  s  owe  element  of  success  is;  to  bo  expected. 

It  it;  clear  that  an  important:  stop  in  getting  reliable  and  signi¬ 
ficant  data  rente  in  knowing  the  capnhilil  let;  and  performance  character¬ 
istics  of  the  measuring  system.  Therefore,  in  the  present  work  an  attempt 
v;as  made  in  cvaluatinj  the  available  LUV  system  in  order  to  assess  its 
reliability  and  accuracy. 

With  this  evaluation,  the  TUV  system  was  then  used  to  extend  the 
knowledge  of  turbulent  drag  reducing  flows.  There  were  two  goals,  first, 
polymer  degradation  in  a  low  polymer  concentration  pipe  flow  with  an  in¬ 
line  centrifugal  pump  was  documented.  This  is  not  known  to  have  previously 
been  done.  Secondly,  mean  velocity  profile  measurements  were  made  of  some 
of  these  flows  with  fresh,  undegraded  polymer.  Particular  interest  was 
centered  on  the  near-wall-reyion.  This,  a r>  has  been  noted,  is  the  region 
where  the  polymer-turbulence  interaction  Is  known  to  occur.  While  several 
studies  have  made  velocity  profile  measurements  this  is  the  first  time 
that  a  scries  of  low  concentration  pipe  flows  have  been  studied  using  an 
UDV  system.  Details  of  these  results  are  presented  in  Chapter  V. 

Basic  information  on  the  flow  system  used  is  presented  in  Chapter 
II.  As  the  procedure  for  polymer  preparation  can  affect  the  experimen¬ 
tal  results,  a  detailed  desorption  of  the  method  employed  is  given  to¬ 
gether  with  an  outline  of  the  way  the  dissolved  polymer  was  injected  into 
the  flow  system.  This  is  followed  by  a  brief  description  of  scattering 
particle  considerations  with  some  observations  using  different  scattering 
elements. 

In  Chapter  III  a  detailed  critique  of  the  optic  system  used  is  given. 
Although  results  have  been  published  using  this  system  (Guonterberg,  1972) , 
it  has  never  been  analyzed.  Discussion  on  signal-to-noise  and  broadening 
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are  included  since  they  arc  affected  by  the  optical  compo  «e»Ls  and  opt.'i -- 
cal  mode  employed.  The  test  volume  sice  is  calculated  from  transmit tj ug 
and  receiving  optics  considerations.  Its  dimensions  specify  tlio  spatial 
and  frequency  resolution  possible  with  the  I.DV  system  and  do  tormina  the 
average  number  of  particles  in  the  test  volume  at  any  .instant. 

The  crucial  factor  in  extracting  real  time  velocity  information 
from  the  photodef.cctcr  lies  in  the  capabilities  of  the  electronic  pro¬ 
cessing  equipment.  The  present  experiments  were  carried  out  with  a 
phase-locked  loop  frequency  tracker  originally  built  by  bloctronetics. 

Due  to  constant  breakdown  of  some  components  as  well  as  having  the  orig¬ 
inal  goal  of  taking  two-component  data  with  two /* identically  performing 
units*  much  time  and  effort  was  spent  in  matching  components  of  two  orig¬ 
inally  mismatched  and  failure-prone  units.  This  endeavor  has  resulted 
in  only  one  unit  functioning  to  fair  satisfaction.  Chapter  IV  describes 
in  detail  this  frequency  tracker.  A  critical  analysis  of  its  ability  to 
give  accurate  velocity  information  is  also  presented.  Neither  a  detailed 
description  nor  an  analysis  of  this  frequency  tracker's  capabilities  had 
previously  been  attempt' d. 


CHAPTER  II 


THE  FJLOW  SiTSTEil 

General  Description 

The  general  layout  of  the  clos ed-loop  flow/  system  used  is  illus¬ 
trated  in  Figure  2.1.  City  water  enters  the  system  as  indicated  in  the 
figure,  allowing  the  system  to  he  filled  to  a  capacity  of  approximately 
2385  liters.  The  large,  glass-lined,  tank  contains  some  90t  of  the 
storage  capacity.  The  approximately  39.6  meters  of  5.08  cm  I.D.  piping 

is  polyvinyl  chloride  (PVC)  pipe  with  the  exception  of  the  vertical  length 

<#■ 

between  the  mixing  tank  (small  tank)  and  the  test  section  which  is  made 
of  brass.  Thus,  oxidation  of  the  inner  linings  of  the  flow  system  and 
contamination  of  the  fluid  is  kept  to  a  minimum. 

The  system,  once  filled,  and  with  the  appropriate  valves  closed,  is 
driven  by  an  American  Marsh  centrifugal  pump  rated  at  567  liters/minute 
(30.5  meter  head,  1750  rpm)  and  powered  by  a  General  Electric  220/440 
Volt,  7  1/2  HP  A-C  motor.  For  a  test  condition  of  approximately  50,000 
Reynolds  number  in  the  test  section,  this  implies  a  relatively  low  utili¬ 
zation  factor  for  the  pump,  thus  causing  some  concern  for  the  possible 
polymer  degradation  effects.  This  will  be  discussed  in  a  later  section. 

The  flow  rate  is  monitored  by  a  Potter  turbine  flow  meter  upstream 
of  the  test  section,  whose  signal  is  amplified  and  counted  on  a  digital 
counter,  barge  velocity  adjustments  can  be  made  by  opening  or  closing 
the  globe  valve  upstream  of  the  test  section  while  finer  adjustments  are 
made  by  means  of  an  electric  motor  with  a  remote  control  built  into  the 
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pump  bypass  valve.  For  a  Reynolds  number  of  50,000,  it  takes  tin  average 
of  approximately  20  minutes  for  the  fluid  to  mute:  one  complete  pass 
through  the  system.  Reynolds  numbers  of  tit  least  100,000  tire  possible. 

The  pressure  drop  is  measured  by  an  ITT  barton  0-0.105  ky/ en/‘ 
differential  pressure  cell  with  a  dial  indicator,  instantaneous  readings 
are  obtained  through  a  potentiometer  built  into  the  dial  indicator. 
Sidewall  pressure  taps  some  362  cm  apart  are  located  below  the  small  set¬ 
tling  tank  and  upstream  of  the  test  section.  The  first  pressure  tap  is 
some  51  diameters  below  the  tank  exit. 

The  small,  epoxy-lined  tank,  just  upstream  of  the  test  section, 
serves  in  straightening  out  the  flow  as  it  contains  a  15.2  cm  high,  1.27 
cm  diameter  honeycomb  mesh.  A  fresh  concentration  of  polymer  solution 
is  injected  through  the  top  of  the  tank  so  it  also  serves  as  a  mixing 
reservoir  for  the  water  and  polymer.  The  fluid  passes  through  approxi¬ 
mately  6.1  meters  of  straight  5.08  cm  diameter  smooth  pipe  before  enter¬ 
ing  the  Plexiglas  test  section  ensuring  that  the  flow  is  well-defined 
and  that  effects  due  to  entrance,  turns,  etc.  are*  negligible. 

A  Weiss  angle-stem  thermometer  was  inserted  into  the  wall  of  the 
PVC  pipe  some  270  cm  downstream  of  the  test  section.  Continual  monitor¬ 
ing  of  the  flow  temperature  was  necessary'  since  the  kinematic  viscosity 
is  quite  sensitive  to  temperature.  The  centrifugal  pump  gradually  heated 
the  water. 

Polymer  Preparation  and  Injection 

The  polymer  powder  used  during  these  experiments  {January  -  April, 

1974)  was  Separan  AP-30  (dated  June,  1973)  a  polyacrylamide  manufactured 

£ 

by  Dow  Chemical  Company  with  an  average  molecular  weight  of  (2-3)  x  10  . 
It  is  a  good  drag  reducing  agent  and  is  less  susceptible  to  shear 
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degradation  than  polyethylene^  like  l’OLYOX  VGR-301,  ?>:;  shown,  for  example, 
by  Ellis  and  Ting  (1972) . 

An  it  taken  a.  considerable  amount  ol  time  lor  the  polymer  to  com¬ 
pletely  dissolve  in  water  (Chung  and  Gracbel,  19G9) ,  master  batches  of 
completely  dissolved  but  large  concentrations  of  polymer  were  prepared. 
The  master  batch  was  then  slightly  diluted,  to  allow  it  to  be  pumped 
easily  into  the  flow  system  through  a  10  mm  circular  opening  at  the  top 
of  the  small  tank,  utilizing  a  varicible  speed,  Mas ter flex  tubing  pump. 

As  mentioned  in  the  previous  section,  the  tank  serves  as  a  mixing  reser¬ 
voir  for  the  injected  polymer  solution  and  the  flowing  water ,  with  the 
tubing  pump  speed  adjusted  to  allow  continuous,  even  mixing  of  the  poly¬ 
mer  solution  in  the  f  ow  system. 

Velocity  z ' ofiles  were  obtained  by  injecting  polymer  concentrations 
of  10,  20,  and  40  ppm  (parts  per  million  by  weight) .  Larger  concentra¬ 
tions  were  attempted  but  it  was  found  that  it  was  not  possible  to  dis¬ 
solve  them  in  the  flow  before  arrival  at  the  test  section.  The  design 
of  the  flow  system  did  not  permit  any  alternate  mixing  procedures  to 
be  attempted  without  additional  risk  of  mechanical  degradation  of  the 
polymer.  Larger  concentrations  were  used,  however,  for  the  degradation 
studies . 

Relatively  elementary  techniques  vere  used  in  the  master  batch  pre¬ 
paration.  Since  the  polymer  is  hygroscopic,  small  quantities  (approxi¬ 
mately  50  ml),  at  a  time,  of  methanol,  a  non-solvent  of  Scparan  AP-30, 
were  placed  in  a  beaker  and  some  10  grams  of  Separan  AP-30  added  to  it. 
While  continuously  agitating  the  beaker  containing  this  slurry,  small 
amounts  of  it  were  gradually,  but  continuously,  dispersed  on  the  surface 
of  a  large  surface  area  beaker  containing  approximately  a  liter  of 
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distilled  water.  This  second  beaker,  in  turn,  was  continuously  but  slow¬ 
ly  stirred  with  a  tliin  rod  thus  preventing  to  a  significant  degree  clump¬ 
ing  of  the  polymer  upon  contact  with  the  water,  as  well  as  enhancing  the 
dispersion  and  dissolving  of  the  powder .  The  process  was  continued  with 
fresh  distilled  water  and  additional  slurry  until  the  prescribed  quant j ky 
of  polymer  for  a  10,  20,  40  etc.  ppm  run  vras  completely  dissolved.  It 
was  possible,  for  example,  to  get  a  40  ppm  quantity  of  polymer  (96  grains) 
dissolved  into  30  liters  of  methanol  and  water  solution,  implying  a  batch 
concentration  around  3200  ppm.  It  was  found  that  in  allowing  this  batch 
to  sit  for  less  than  a  day,  the  polymer  not  only  became  completely  dis¬ 
solved  bu£  the  small  air  bubbles  that  were  put  into  solution  during  the 
mixing  process  gradually  came  out  of  solution. 

As  city  water  was  used  in  the  flow  system,  there  was  a  possible 
degradation  effect  of  the  chlorination  on  small  concentrations  of  poly¬ 
mer.  Thus,  18  grams  of  sodium  thiosulfate  (Na^S^O  )  were  dissolved  and 
routinely  added  to  the  flow  system  as  a  dechlorinator  several  hours  be¬ 
fore  running  tests. 

Scattering  Particle  Consid ^rations 

The  uer.ee  of  the  scattering  particles  on  the  quality  of  signal 
obtained  from  the  laser  vclocimeter  is  extremely  important.  The  signal 
contains  both  amplitude  and  i requency  modulation  as.  well  as  wide  band 
noise  but  the  only  information  of  interest  is  the  I’M  component.  The 
depth  of  this  modulation  is  influenced  by  the  scattering  particle  size 
and  concentration  as  well  as  the  beam  alignment  and  the  relative  beam 
intensities.  But,  as  Durst  et:  al.  (1972)  indicate,  there  is  little  pub¬ 
lished  information  relating  specifically  to  the  presence  of  particles  in 
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the  fluid. 
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In  the  present  experiments  it  was  observed  by  looking  nL  the  quel-- 

ity  of  the  wodalatcd  and  demodulated  Doppler  signal  on  an  oscilloscope , 

that  the  water  naturally  contained  an  ample  concentration  of  suspended 

particles  (also  observed  to  be  the  case  by  Durst  et  al.  1972,  among 

others).  The  addition  of  milk  and  Styrene/Butadiene  latex  particles 

was  tried  as  additional  scattering  agents  in  order  to  determine  whether 

they  improved  the  modulated  and  demodulated  signals  obtained  from  the 

7  3 

naturally  seeded  water.  A  5  *  10  particles/cm  (average  particle  size 
of  0-3  pm)  concentration  of  homogenized  milk,  suggested  by  George  and 
Lumley  (1973)  as  providing  an  excellent  signal-to-noise  ratio,  was  used. 
Despite  the  high  scattering  qualities  observed,  the  presence  of  the  milk 
produced  no  noticeable  clianges  in  the  signals.  Similar  to  Guenterberg 
(1972),  a  concentration  of  2  •  10  \  (average  particle  size  of  0.1909  pm) 
of  latex  particles  was  also  used.  Again,  no  observable  differences  in 
the  modulated  and  demodulated  signals  were  noted.  This  observation  de¬ 
cided  against  its  use  (also,  it  might  bo  noted  that  the  latex  has  a  pro¬ 
hibitively  high  commercial  cost  and  to  make  it  from  raw  styrene  is  a 
sensitive  procedure )  . 

In  a  recent  report  by  Keller  et  al.  (1974)  the  nucleus  spectrum 
(particle  and  bubble  content)  of  the  water  that  was  used  in  the  present 
experiments  was  presented.  The  technique  used  in  measuring  these  nuclei 
utilized  the  optical  behavior  of  the  nuclei  for  their  recording.  It 
was  limited  to  sensing  nuclei  of  6  pm  diameter  and  above,  due  to  elec¬ 
tronic  limitations  present  in  the  recording  system.  More  recent  and  as 
yet  unpublished  data  for  the  untreated  tap  water  has  allowed,  however, 

extrapolation  down  to  1  pm  resulting  in  a  minimum  possible  number  of 

3 

nuclei  of  104,922  particles/cm  ranging  from  1-10  pm  in  diameter.  As 
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noted  in  the  chapter  on  the  optical  system/  the  results  indicate  the 
existence  of  sufficient  scattering  elements  in  spite  of  the  size  ineasu 
ing  limitations.  As  there  is  a  most  probably  higher  concentration  of 
even  smaller  scattering  particles,  these  must  be  included  in  the  total 
concentration  which  is  responsible  for  the  observed  Doppler  signal 
quality. 


CHAPTER  III 


THE  OPTICAL  SYSTEM 

Pescription  of  Optical  System 

The  optical  layout  used  was  of  the  ‘reference  beam'  or  ‘local  oscil¬ 
lator  heterodyning1  mode  originally  employed  by  Yeh  and  Cummins  (19G4) 
and  subsequently  by  numerous  investigators.  In  this  configuration, 

(Figure  3.1),  the  reference  beam  is  directed  onto  a  photocathode,  in  this 
case  a  photomultiplier,  where  it  beats  with  light  scattered  from  a  stron¬ 
ger  beam  {called  the  incident  beam)  by  particles  assumed  moving  with  the 
flow.  The  light  scattered  from  the  natural  contaminants  in  the  water  is 
Doppler  shifted  by  an  amount  f^Ct)  so  that  the  beating  on  the  photocathodc 
takes  place  between  the  reference  beam  frequency,  fQ,  and  the  frequency 
of  the  scattered  light  f ^ (t)  =>  fg(t)  +  f^(t),  resulting  in  a  photomulti¬ 

plier  output  voltage  whose  frequency  is  the  instantaneous  Doppler  frequency. 

The  equation  relating  the  measured  frequency  shift  in  radiation, 
f^(t) ,  to  the  instantaneous  velocity  V(t)  can  be  derived  by  considering 
the  Doppler  shift  of  scattered  light  that  occurs.  The  equation  takes  the 
form 

fD(t)  =  V(t)  sin  (3.1) 

where  \  is  the  wavelength  of  the  laser  light  in  air,  is  the  angle  be¬ 
tween  the  reference  and  incident  beams,  i.e.  the  scattering  angle,  and 
V(t)  is  the  particle  velocity  in  the  direction  perpendicular  to  the  bisec¬ 
tor  of  the  reference  and  incident  beams. 


FIGURE  3.1 

TYPICAL  REFERENCE  BEAM  SYSTEM 
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An  alternate  and  yet  perfectly  equivalent  way  of  describing  the 
heterodyning  effect  might  be  easier  to  understand  (see  Rudd,  1969) .  'the 
two  beams  (incident  and  reference)  intersecting  fit  point  0  in  Figure  3.1 
could  be  thought  of  as  forming  a  set  of  virtual  fringes  where  they  over¬ 
lap.  As  a  particle  crosses  these  fringes  it  blocks  off  a  varying  amount 
of  light  and  it  is  the  variation  in  intensity  of  this  transmitted  light: 
that  is  observed  on  the  photomultiplier. 

This  fringe  model  is  normally  used  to  describe  the  other  widely 
used  optical  arrangement  originally  proposed  by  Rudd  (196' '  and  known  as 
the  dual-scatter  mode.  In  this  mode  (see  Figure  3.2)  tv;o  incident  beams, 
of  equal  intensity,  are  made  to  intersect  and  produce  a  real  fringe  sys¬ 
tem  as  a  test  volume.  There  is  no  reference  beam.  Instead,  scattered 
light  from  particles  crossing  the  fringes  causes,  as  in  the  fringe  descrip¬ 
tion  of  the  reference  beam  mode,  a  rise  and  fall  of  the  light  intensity 
arriving  at  the  pho hodetector  at  a  rate  (Doppler  frequency)  proportional 
to  the  velocity  at  the  test  point.  A  discussion  of  the  relative  merits  of 
the  two  optical  modes  in  their  application  to  the  present. experimental 
effort  v/ill  be  given  in  the  section  on  signal -to-noise  and  broadening. 

As  noted  by  Jackson  and  Paul  (19715 ,  the  laser  anemometer  offers, 
in  contrast  to  a  hot  wire  anemometer,  a  linear  response  between  the  velo¬ 
city  and  the  Doppler  frequency  measured.  It  requires  no  calibration  due 
to  the  absolute  characteristics  of  the  variables  in' equation  (3.1)  for  a 
given  fluid  medium. 

In  the  experiments  described  here,  a  two-component  optical  geometry 
was  employed  as  illustrated  in  Figure  3.3.  The  coherent  light  source  was 
a  5  mVT  Spectra  Physics  helium-neon  laser  of  6328A0 .  Beam  splitters  BS^ 

(10%  reflection)  and  BS„  (25%  reflection)  mounted  at  45°  to  the  horizontal. 


Photomultiplier 
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serve  in  split  Ling  the  1.5  mm  diameter  laser  ) -cum  into  two  reference  beams 
and  iin  incident  beam.  Magnetically  mounted  mirrors  and  can  be  ad¬ 
justed  to  allow  the  three  beams  to  intersect  in  a  vortical  plane  at  a 
point  0  within  the  tost  section.  The  angle  between  the  incident  beam  and 
each  one  of  the  reference  Learns  was  adjusted  to  10°  40'  within  an  error 
of  20'  of  a  degree.  This  was  the  same  margin  of  error  obtained  in  align¬ 
ing  the  three  beams  in  a  vertical  plane  through  their  respective  lenses 
and  then  through  the  centerline  of  the  2"  I,D.  Plexiglas  test  section 
(index  of  refraction  1.5) .  The  transmitting  lenses  L  ,  L^,  and 
(16  mm  DIA,  124  mm  focal  length,  achromatic)  are  mounted  and  aligned  to 
focus  on  the  test  point.  The  intersection  of  each  of  the  reference 
beams  with  the  incident  beam  forms  what  is  known  as  the  measuring  or  test 
volume  for  that  particular  reference  beam.  Under  proper  alignment,  this 
intersection  is  assumed  to  form  approximately  the  same  volume  in  space  for 
each  of  the  reference  beams.  The  resulting  optical  geometry  provides  a 
method  for  obtaining  the  <txial  and  radial  components  of  velocity.  A  one 
component  setup  can  be  obtained  by  replacing  E?  with  a  mirror. 

To  obtain  measurements  across  the  test  section,  point  0,  the  test 
point,  was  moved  relative  to  the  test  section.  This  was  done  by  turning 
the  spring-loaded  screw  shown  in  Figure  3.3.  This  caused  the  entire  opti¬ 
cal  system,  and  therefore  the  test  point,  to  be  moved  as  a  unit  since  all 
optical  components,  with  the  exception  of  the  test  section,  were  rigidly 
mounted  on  the  reference  plate  which  in  turn  was  fastened  to  the  granite 
table.  After  accurate  angular  and  vertical  alignment  of  the  beams  through 
the  centerline  of  the  test  section,  translations  of  the  granite  table 
(and  therefore  the  test  point)  could  be  determined  within  .025  mm  by  a 


dial  indicator  mounted  at  the  end  of  the  table. 
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Figure  3.4  indicate.';  the  layout  of  the  optical  receiver  for  one  of 
the  two  identical  channels.  After  passing  through  point  0,  the  reference 
beam  must  pass  through  a  pair  of  apertures  and  lenses  arid  a  pinhole  be¬ 
fore  striking  the  photoca thocle  surface. 

This  is  a  crucial  optical  alignment.  As  indicated  by  Mazuiadc.c  and 
Wankum  (1970)  and  George  and  Ltruley  (1972) ,  the  instrumental  broadening 
(frequency  spread)  of  the  signal  arriving  at  the  photoca thodc  is  directly 
related  to  the  area  of  the  optical  receiver.  This  will  be  discussed  in 
the  section  on  signal- to-noise  and  broadening. 

The  pinhole-lens  combination  was  designed  with  the  intention  of  pro¬ 
jecting  a  real,  inverted  image  of  the  test  point,  0,  on  the  photomultiplier 
tube.  The  portion  of  the  reference  beam  which  does  not  intersect  the  scat¬ 
tered  radiation,  from  the  test  point,  onto  the  photocathode  surface,  in¬ 
duces  shot  noise  without  an  increase  in  signal  strength.  The  pinhole  was 
placed  at  the  focal  distance  of  the  two  receiving  lenses  for  the  purpose 

of  blocking  the  unwanted  portion  of  the  reference  beam  (the  portion  with 

2 

amplitude  less  than  1/e  of  its  peak  intensity  is  usually  considered 
"unwanted" )  as  well  as  any  stray  light  from  particles  outside  the  test 
volume.  This  allows  only  the  small  portion  of  Doppler  scattered  radia¬ 
tion,  colinear  with  the  remaining  part  of  the  reference  beam,  to  pass  to 
the  rear  lens  and  to  be  then  focused  on  the  photomultiplier. 

Use  of  the  rear  lens  in  focusing  the  beam  to  a  life  size  image  of 
the  test  volume  diameter  has  no  apparent  advantages.  There  appear  to  be, 
however,  some  disadvantages.  There  is  a  signal  intensity  loss  of  approx¬ 
imately  4%  for  each  of  the  two  lens  surfaces  as  well  as  the  additional 
potential  problem  of  flare  caused  by  the  lens. 

The  front  adjustable  aperture  was  useful  in  aligning  the  instrument 
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and  prevented  some  of  the  unwanted  light  from  extraneous  sources  from  en¬ 
tering  the  receiving  optics  housing.  It  was  maintained  in  its  maximum 
diameter  position  of  11.9  mru  in  order  to  minimize  broadening  of  the  light 
beam  arriving  at  the  pinhole.  The  rear  aperture  served  no  apparent  pur¬ 
pose  and  was  left  in  an  open  position.  An  improvement:  on  the  receiving 
optics  design  might  include  removal  of  the  rear  lens  and  aperture. 

All  the  receiving  optics  eomijonents  were  arranged  into  a  serai  - 
integrated  package  by  being  placed  into  a  light-scaled,  rigid  housing  in 
which  relative  locations  of  individual  components  remained  fixed,  The 
'  fine  alignment  and  focusing  of  all  beams  onto  the  test  volume  and  then 
through  the  receiving  optics  housing  was  not,  hov/ever,  the  easiest  due 
to  the  individual  adjustments  that  had  to  be  made  on  the  transmitting 
lenses  and  beam  splitters  before  aligning  the  beams  through  the  optical 
receiver  housing.  There  is  much  to  be  said  for  an  integrated  optical 
system  (see  for  example  Durst  and  White law,  1973)  which  provides  the  pos¬ 
sibility  of  accurate  alignment  in  at  least  one  optical  mode  with  a  mini¬ 
mum  of  adjustments.  This  also  assures  a  minimum  of  signal  broadening 
due  to  possible  misalignments. 

All  internal  surfaces  of  the  receiving  optics  were  chemically  black¬ 
ened  to  minimize  any  possible  incidence  of  stray  light.  All  reflecting 
surfaces  of  the  optical  bench  were  painted  with  ultra-flat  black. 

A  detailed  description  of  the  mounting  of  the. optical  components 
can  be  found  in  Guenterberg  (1972). 
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characteristics  of  the  particular  velocimeter  system  being  used. 

As  George  (1972)  quite  clearly  points  out,  the  LDV  responds  to  a 
particle  averaged  velocity  and  not  the  Eulcrian  velocity  that  might  be 
measured  by  a  fixed  probe  like  a  hot  wire.  This  implies  that  in  order  for 
the  average  particle  velocity  to  be  interpreted  as  the  average  Euler  .ian 
velocity  over  the  test  volume,  there  must  be  a  length  criterion  such  that 
the  time  a  particle  spends  in  the  test  volume  is  short  compared  to  the 
evolution  time  of  the  turbulence.  Therefore,  the  largest  dimension  of 
the  test  volume  must  be  much  smaller  than  the  scale  of  turbulence  inliomo- 
geneity.  This  is  also  the  case  in  considering  velocity  fluctuations. 

The  size  of  this  volume  depends  on  both  the  transmitting  and  receiv¬ 
ing  optics.  Formally,  it  can  be  defined  as  the  region  in  space  within 
which  the  Doppler  signal  amplitude  is  at  least  exp  (-2)  -  0.135  of  its 
peak  value,  where  the  peak  signal  amplitude  occurs  as  a  scattering  parti¬ 
cle  passes  through  the  geometrical  center  of  the  crossover  region  formed 
by  the  transmitting  optics  (Bray ton  and  Goethert,  1971) .  But  this  defined 
volume  is  not  necessarily  the  effective  scattering  region  because  ‘the  re¬ 
ceiving  optics  may  not.  be  looking  at  the  same  volume.  Further  analysis 
must  be  considered. 

If  the  intersection  of  the  two  reference  beams  is  considered  to 
form  the  test  volume,  with  the  scattering  beam  aligned  in  its  appropriate 
position,  the  volume,  approximated  by  an  ellipsoid,  can  be  calculated  by 
the  formula  (Mazumder  et  al.,  1972), 


v  - 1  <V3 '  'iih?r  * 


(3.2) 


where  D^,  is  the  Airy  disk  diameter  of  one  of  the  three  transmitting  lenses 


Of  focal  length  f^. 
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2.44  •  Ait 


(3.3) 


and  where  a  is  the  diameter  of  the  transmitting  aperture  which  in  the 
present  case  is  taken  to  be  the  exp  (-2)  beam  intensity  diameter  of  the 
monochromatic/  coherent  light,  of  the  laser  and  A  .is  its  wavelength-  Cal¬ 
culation  shows  that  the  test  volume  defined  by  the  transmitting  optics 
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is  0.0051  mm  . 

The  effective  scattering  region  of  this  test  volume  is  the  portion 
of  the  above  defined  volume  intersected  by  the  f icld  of  the  receiving  op¬ 
tics.  The  effective  diameter  of  this  region  has  an  upper  limit  specified 
by  the  transmitting-  optics  and  a  lower  limit  set  by  tho  diffraction  limit 
of  the  receiving  optics. 

In  order  to  make  this  effective  volume  as  small  as  possibles,  the 
imaging  optics  should  have  a  minimum  of  spherical  aberrations.  This  is 
clearly  the  case  when  using  plano-convex  lenses  for  the  receiving  optics 
where  the  convex  surface  is  facing  the  incident  radiation.  With  a  mini¬ 
mum  of  the  optical  surface  of  these  lenses  being  used  (in  the  present 
case  specified  by  the  front  receiving  aperture  diameter) ,  it  can  be  shown, 
using  third  order  theory  (Jenkins  and  White ,  1957),  that  the  iraage  defects 
are  at  a  minimum.  In  fact,  for  the  existing  optics,  calculations  indicate 
.  a  lateral  spherical  aberration  of  0.83  ym. 

Considering  diffraction  limited  optics  in  assessing  the  resolving 
power  of  the  receiving  optics,  Airy's  disk  formula,  equation  (3.3)  was 
used  with  f  as  the  focal  length  of  one  of  the  receiving  lenses  and  a 
the  effective  diameter  of  the  lens,  which  in  this  case  is  closely  approx¬ 
imated  by  the  minimum  aperture  opening.  This  gave  a  disk  diameter  of 
48  Jim  and  therefore  the  lower  limit  to  the  effective  volume  diameter. 
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This  is,  therefore,  the  smallest  length  that  can  be  resolved  in  the  wean 
flow  direction. 

Kith  a  magnification  of  the  test  volume  on  the  image  plane  of  the 
pinhole  of  approx ina te ly  0.28,  this  would  indicate  that  for  a  disk  dia¬ 
meter  of  the  test  volume  (specified  by  the  transmitting  optics)  of 
approximately  0.124  ram,  the  pinhole  aperture  would  have  to  be  no  worn 
than  0.034  mm  in  diameter.  As  the  pinhole  is  approximately  0.20  ram  in 
diameter,  the  effective  test  volume  diameter  seen  by  the  photomultiplier 
is  no  less  than  that  defined  by  the  transmitting  optics,  namely,  0.124  ram. 
This  implies  that  some  unwanted  light  originating  outside  the  test  volume 
diameter  is  allowed  to  pass  through  to  the  photomultiplier  resulting  in 
a  decrease  in  signal-to-noise.  The  pinhole  with  its  present  location 
and  size  acts  as  no  more  than  a  baffle  to  unwanted  light  outside  this 
'enlarged'  test  voluma. 

Assuming  diffraction  limited  optics,  the  effective  length  Ay  o£ 
the  test  volume  in  the  radial  direction  of  the  pipe  (see  for  example, 

Bray ton  et  al.,  1972)  is  approximated  by  the  formula, 

£Y  - 

■jtA<£  sin 

where  A<j>  is  the  angle  of  convergence  of  the  incident  beam  focused  by  the 
transmitting  lenses  and  <j>,  as  before,  is  the  angle  subtended  by  the  ref¬ 
erence  and  incident  beams.  This  gives  a  radial  dimension  for  the  effec¬ 
tive  test  volume  of  0.69  ram  which  is  not  influenced  by  the  receiving 
optics. 

Kith  the  effective  test  volume  known,  an  estimate  of  the  number  of 
scattering  particles  in  the  test  volume  at  any  time  could  be  made. 

Table  3.1  shows  the  results.  As  was  noted  in  the  section  pn  scattering 
particle  considerations,  the  results  of  Keller  et  al.  (1974)  and  more  re- 
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cent  unpublished  data  were  limited  to  measurements  of  scattering  elements 
of  5  pm  in  diameter  and  above.  By  extrapolation,  this  can  be  extended 
down  to  1  pm.  Naturally,  there  are  smaller  bubbles  and  pcirticles  in  the 
water  with  a  most  probably  higher  concentration  than  those  within  the 
range  measured.  A  rough  calculation  can  show  that  this  distribution  of 
smaller  scattering  elements  would  not  result  in  more  than  approximately 
one  element  in  the  test  volume  at  a  time  resulting  in  sufficient  Rayleigh 
scattering  to  warrant  not  adding  any  new  particles. 

Of  particular  importance  to  the  electronic  processing  system,  and 

therefore  the  experimental  results,  is  the  frequency  resolution  possible 

with  the  optical  configuration  used.  The  frequency  window  of  the  test 

volume  can  be  determined  with  knowledge  of  the  dimensions  of  the  pipe  and 

test  volume.  For  example,  with  the  characteristic  mean  velocity  V(t)  at 

the  centerline  of  the  pipe  of  1  m/ sec  and  with  a  pipe  diameter  of  5.08  cm 

and  a  test  volume  characteristic  length  of  0.69  mm,  the  frequency  window 

Vft) 

can  be  estimated  to  be  batween  20  and  1450  HZ  where  f  -  ,  L  being  the 

length  scale.  Further  reference  to  the  frequency  resolution  will  be  made 
in  the  following  sections - 

Signal-to-Noise  and  Broadening  Considerations 

The  two  most  important  parameters  governing  the  sensitivity  of  an 
instrument  are  its  signal-to-noi.se  ratio  and  its  frequency  response.  With 
the  LEV  instrument  package,  the  sensitivity  of  the  electro-optical  compo¬ 
nents  offers  a  good  indication  as  to  the  requirements  placed  on  the  elec¬ 
tronic  system  which,  with  some  degree  of  accuracy,  is  to  process  the  trans¬ 
mitted  signals. 


'\ 


Since  from  equation  (3.1)  the  v/avovectors  are  determined  by  the 
wavelength  of  the  radiation  and  the  geometry  of  the  flow-measuring1  instru- 
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xncnt,  mceisurement  of  the  frequency  shift,  should,  .in  theory,  loud  to  a  pre¬ 
cise  measurement  of  the  fluid  velocity.  However,  in  practice,  there  are 
a  number  of  effects  which  cause  the  signal  to  bo  broadened.  This  is  also 
referred  to  in  the  literature  as  Doppler  ambiguity,  an  analysis  of  which 
will  give  some  estimates  as  to  the  spatial  resolution  of  the  system. 

The  principle  ambiguity  is  a  result  of  the  finite  residence  time  of 
the  scattering  particles  in  the  test  volume.  The  arrival  of  the  scatter¬ 
ing  particles  at  arbitrary  times  gives  rise  to  random  fluctuations  in  the 
phase  of  the  Doppler  signal.  As  Edwards  et  al.  (1971)  demonstrate,  this 
is  equivalent  to  the  degree  of  uncertainty  in  the  incident  and  scattered 
vectors  as  determined  from  optical  considerations.  This  results  in  a 
broadening  of  the  frequency  spectra. 

An  estimate  of  transit  time  broadening  in  the  present  optical  con¬ 
figuration  can  be  made  assuming  for  the  moment,  axial,  laminar  flow  while 
looking  at  just  the  optical  receiver.  Differentiation  of  equation  (3.1) 
gives 

3Vt}  2 

— — =  -^-V(t)  cos$  .  (3.4) 


Now,  referring  to  Figure  3.4,  if  R  is  the  distance  from  the  front  aper¬ 
ture  of  the  optical  receiver  to  the  measuring  point  (taken  at  the  center- 
line  of  the  pipe)  and  if  r  is  taken  as  the  minimum  front  aperture  radius . 
the  incremental  angular  uncertainty,  can  be  written  as 

AA  2r 


The  transit  time  broadening  due  to  the  finite  aperture  in  the  light  col¬ 


lecting  system  is,  therefore, 

3f 


Af«  =  =  xf  v(t)  cos<t> 


(3.5) 


Vh is  gives  an  ambiguity  of  approximately  23.7  KHZ.  For  a  typical  mean 
Doppler  frequency  of  300  KHZ  at  a  Reynolds  number  of  50,000,  this  means 
that  there  is  an  estimated  Ci  broadening  .in  the  mean  Doppler  signal  re¬ 
ceived  by  the  processing  circuit.  The  20  minutes  of  a  degree  misalignment 
in  the  incident  and  reference  beams  is  of  negligible  importance. 

Broadening  can  also  arise  from  the  velocity  gradients  within  the 
measuring  volume,  from  turbulence  intensity  broadening,  the  Gaussian  in¬ 
tensity  distribution  across  a  laser  beam,  the. signal  processing  equipment, 
as  well  as  from  other  normally  minor  sources.  These  have  not  been  esti¬ 
mated  for  the  present  system  and  are  more  readily  obtained  and  analyzed 
by  spectrum  analysis  of  some  real  signals  (see,  for  example,  Roberts, 

1974  and  George,  1974).  Where  they  cannot  be  eliminated  from  the  signal 
they  must  be  corrected  for  in  the  processing  circuit. 

It  is  clear  from  the  above  analysis  of  transit  time  broadening  that 
in  order  to  avoid  frequency  ambiguity  it  is  necessary  that  scattered  light 
be  received  from  an  extremely  small  solid  angle.  In  the  dual-scatter  mode, 
there  is  no  such  limiting  requirement.  As  seen  in  Figure  3.2,  the  scat¬ 
tered  radiation  from  the  flow  particles  directly  generates  the  desired, 
heterodyned  signal.  The  difference  frequency  can  be  shown  to  be  the  same 
at  all  points  in  the  scattered  lobe  and  is  independent  of  the  scattering 
angle  or  the  spatial  resolution  and  area  of  the  receiving  aperture.  This 
implies  that  there  is  no  signal  broadening  due  to  the  receiving  aperture. 
There  is,  as  in  the  reference  beam  mode,  transmission  aperture  broadening 
but  Mazumder  and  Wanhura  (1970)  demonstrate  that  for  the  dual-scatter  mode 
it  is  quite  small  as  well  as  being  independent  of  the  receiving  aperture 
diameter. 


Since  the  Doppler  frequency  is  independent  of  the  viewing  angle  in 


32 


I 


the  dual-scatter  mode,  another  significant  advantage  of  the  dual-scatter 
configuration  is  that  more  scattered  light  can  he  focused  on  the  photo - 
cathode  than  is  possible  with  the  reference  beam  mode.  Therefore,  the 
signal- to-noise  ratio  (S/N)  is  greatly  enhanced.  Drain  (1972)  and  Mazum- 
der  and  VJankuia  (1970)  have  calculated  S/N  as  a  function  of  detector  aper¬ 
ture  for  both  optical  modes.  A  figure  by  Drain  (1972) ,  reproduced  in 
Figure  3.5  is  particularly  informative. 

In  this  figure  it  is  assumed  that  noise  arises  only  from  the  photo¬ 
detector  surface.  A  relative  signal-to-noise  ratio  (assuming  the  mean 
scattering  power  of  the  fluid  is  constant)  is  plotted  versus  the  coher¬ 
ence  factor  O  (aperture  radius/coherence  radius) ,  where  N^  is  the  mean 
number  of  particles  present  at  one  time  in  the  test  volume  and  where  the 
coherence  radius  is  approximated  by  the  dimension  of  the  test  volume  in 
the  flow  direction.  For  the  reference  beam  mode  it  is  seen,  for  example, 
that  if  is  assumed  to  be  large,  the  S/u  ratio  approaches  a  limiting 
value  of  approximately  twice  that  of  the  dual-scatter  mode.  The  S/N 
depends  on  the  amount  of  light  scattered  and  not  on  M^,  but  as  has  al¬ 
ready  been  discussed  and  is  not  obvious  from  this  curve,  frequency  broad¬ 
ening  is  not  independent  of  the  aperture. 

In  the  present  reference  beam  configuration  the  coherence  factor 
for  the  minimum  receiving  aperture  possible  is  approximately  3.0.  From 
the  calculated  number  of  sec  tterihg  elements  in  the  test  volume  (-1)  it 
is  quite  clear,  looking  at  Figure  3.5,  that  the  dual-scatter  mode  will 
offer  an  increase  in  S/N.  This  result,  combined  with  broadening  consid¬ 
erations,  indicates  that  the  dual-scatter  mode  is  more  appropriate  for 
the  present  application. 

Despite  the  possible  advantages  to  modifying  the  present  optic 
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system  as  implied  by  the  above  analysis  and  despite  the  suggested  changes 
in  the  frequency  tracker  (see  Chapter  V) ,  the  present  LDV  system  was  shown 
repeatedly  to  bo  able  to  perform  well  in  determining  mean  velocity  pro¬ 
files.  This  was  shown  to  bo  the  case  by  chocking  the  centerline  velocity 
readings  obtained  with  the  LDV  with  those  obtained  by  flow  motor  readings 
and  calculations  using  pressure  drop  measurements.  Results  from  all 
three  methods  showed  velocity  agreement  within  3.4%  for  fresh  water.. 
Therefore,  the  existing  LDV  was  used  for  mean  velocity  profiles. 

It  will  be  shov/n  in  the  following  chapter,  however,  that  the  pre¬ 
sent  LDV  system  is  not  capable  of  accurately  determining  turbulence  in¬ 
tensities.  It  is  recommended  that,  in  addition  to  the  suggested  frequency 
tracker  modifications  to  be  made,  an  optic  system  similar  to  that  out¬ 
lined  in  Figure  3.2  ba  employed.  This  will  provide  a  simpler  and  more 
accurate  way  of  transmitting  receiving  optical  signals.  It  includes  an 
integrated  transmitting  optics  package,  available  commercially,  that  is 
capable  of  being  adjusted  for  either  dual-scatter  or  reference  beam  opera¬ 
tion  with  one  internal  adjustment.  The  receiving  optics  package  would 
include,  as  in  the  present  design,  a  front  aperture  and  front  lens  and  a 
pinhole  more  closely  matching  the  test  volume  radius. 


CHAPTER  IV 


the  signal  processing  system 

The  laser  Doppler  velocimeter  is  a  measurement  system  with  three 
distinct  components:  1)  the  laser  and  transmitting  optics;  2)  the 
electro-optical  receiving  elements;  and  3)  the  signal  processing  elec¬ 
tronics.  The  first  two  components  were  described  and  an  assessment  of 

f 

their  performance  attempted  in  Chapter  111.  The  remaining  component  will 
be  described  in  this  chapcer. 

The  Frequency  Tracker 

A  block  diagram  of  the  signal  processing  system  is  shown  in  Figure 
4.1.  It  illustrates  the  path  the  signal  must  take  from  the  photomultiplier 
to  the  final  stage  where  voltages  proportional  to  mean  velocities  and 
turbulence  intensities  across  the  profile  are  obtained.  - 

The  instantaneous  velocity  in  the  time  domain,  of  any  point  in  the 
fluid,  can  be  described  by  a  decomposition  into  a  mean  flow  V(t)  and  a 
fluctuating  component  V* (t) , 

V{t)  -  V(t)  +  V'  (t)  .  (4.1) 

The  conversion  of  this  time  dependent  velocity  to  a  time  dependent  FM 
signal  at  the  terminals  of  the  photocathode  results  in  a  frequency  fluc¬ 
tuation  described  by 

fp(t)  -  f(t)  +  f (t)  (4.2) 

where  f^(t)  is  the  instantaneous  Doppler  frequency  described  in  equa- 
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tion  (3.1),  f(t)  is  the  carrier  frequency  corresponding  to  the  mean 
velocity  v(t)  and  f* (t)  is  the  frequency  fluctuation  corresponding  to 
the  velocity  deviations  V' (t) .  Changes  in  the  instantaneous  velocity f 
therefore,  result  in  a  frequency  modulation  of  the  carrier  frequency 
out  of  the  photocathode  at  a  rate  proportional  to  the  rate  of  velocity 
fluctuations. 

The  important  factor  in  extracting  real  time  velocity  information 
from  the  photodetector  lies  in  the  electronic  signal  processing  system. 

In  order  to  obtain  the  mean  velocities,  turbulence  intensities  and  the 
higher  order  distributions  with  precision  it  is  essential  that  the 
Doppler  signals  be  accurately  demodulated.  This  implies  a  precise 
display  of  the  carrier  frequency,  the  frequency  deviation,  and  the  modu¬ 
lation  frequency  of  the  FM  process.  It  requires  that  the  frequency 
tracker  that  is  used  must  be  able  to  respond  to  the  rate  of  change  of 
velocity  fluctuations  of  the  turbulence  intensities  generated  by  the 
flow  conditions,  passing  on  the  FM  information  v/hile  at  the  same  time 
rejecting  the  noise  in  the  signal  bandwidth.  The  nature  of  the  signals 
obtained  in  a  turbulent  flow  is  dependent  on  the  type  of  velocimeter 
used  in  solving  this  complex  signal  processing  problem. 

A  simplified  block  diagram  of  the  frequency  tracker  used  in  the 
present  experiments  is  shown  in  Figure  4.2.  Circuit  diagrams  of  indi¬ 
vidual  components  can  be  found  in  Appendix  A.  The  input  signal  to  the 
frequency  tracker  first  passes  through  a  low  pass  filter  (7.5  MHZ  cutoff) 
and  a  three-stage,  wide  band  video  amplifier  with  variable  gain.  This 
instantaneous  Doppler  signal  is  then  mixed  with  a  local  oscillator  fre¬ 
quency  in  a  monolithic,  balanced  modulator  operating  in  a  suppressed 
carrier  mode.  This  results  in  an  upmixing  of  the  instantaneous  Doppler 
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signal  from  an  average  value  (at.  a  Reynolds  number  of  50,000)  of  around 


300  KHZ  at  the  centerline  of  the  pipe  to  an  intermediate  frequency  (I.F. 
frequency)  .in  the  range  of  9-9.5  MHZ.  In  the  output  circuit  of  tho  mixer 
module  there  is  a  broad  band,  sloping  amplitude  LC  filter  with  a  center 
of  about  9.8  MHZ  such  that  the  lower  side  band  of  the  mixed  signal  is 
greatly  attenuated  relative  to  the  upper  side  band.  For  example,  if  a 
carrier  frequency  from  the  local  oscillator  of  9.1  MHZ  is  mixed  with  a 
300  KHZ  mean  Doppler  signal,  the  upper  side  band  of  9.4  MHZ  would  corre¬ 
spond  to  the  mean  frequency  (mean  velocity)  about  which  there  is  a  fre¬ 
quency  modulation.  The  broad  band  filter  also  serves  in  attenuating  most 
of  the  noise  outside  of  this  I.F.  frequency  range  of  interest  before  the 
signal  is  fed  into  the  tracking  filter  module. 

Next,  the  FM  signal  enters  a  sensitive  frequency  discriminator  mod¬ 
ule  which  essentially  tracks  the  instantaneous  I.F.  frequency  and  provides 
a  D.C.  output  current  proportional  to  the  instantaneous  deviation  of  the 
I.F.  frequency  from  the  fixed  center  frequency  of  the  phase-locked  loop 
(PIX)  . 

The  phase-locked  loop  integrated  cirucit,  the  heart  of  the  tracking 
filter  module,  is  basically  an  electronic  servo-loop  consisting  of  a  phase 
detector,  a  low  pass  filter  and  a  voltage  controlled  oscillator  (VCO) . 

The  VCO  output  is  fed  back  to  the  phase  detector,  as  well  as  being  the 
output  of  the  PLL.  The  VCO  is  set  at  a  fixed  frequency  (free  running 
frequency)  by  an  external  capacitor.  The  phase  detector  compares  the 
phase  and  frequency  of  the  incoming  signal  with  that  of  the  VCO  and 
generates  an  output  voltage  (error  voltage)  which  causes  the  VCO  frequency 
to  change  in  such  a  way  as  to  drive  the  error  voltage  to  zero.  That  is 
to  say,  tho  PI.I.  is  capable  of  locking  or  synchronizing  with  an  incoming 
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signal ,  with  the  average  voltage  ctpplied  to  the  oscillator  a  function  of 
the  incoming  signal.  With  no  input  signal  into  the  I'LL,  the  error  voltage 
is  equal  to  sero. 

Fundamental  static  and  dynamic  loop  characteristics  such  as  capture 
range,  loop  bandwidth,  capture  time  .  d  transient  response  are  controlled 
primarily  by  the  loop  filter  and  as  noted  in  the  Signctics  (.1973)  litera¬ 
ture,  the  filter  has  the  effect  of  limiting  the  maximum  rate  at  which 
tracking  can  occur.  Therefore,  if  a  high  tracking  rate  is  needed,  the 
filter  should  have  a  high  cutoff  frequency.  There  are  limitations  as  to 
how  high  this  cutoff  can  be  before  causing  other  adverse  effects,  however. 

Signetics  (1973)  suggests  typical  sv?eep  frequencies  in  the  range  of 
-3  -5 

10  to  10  of  the  I.F.  frequency.  In  the  present  tracking  setup,  for 
an  I.F.  center  frequency  of  9.4  MHZ,  this  gives  a  range  of  sweep  frequen- 

3 

cies  of  94  to  9.4  *  10  HZ.  From  optical  considerations,  the  frequency 
window  was  shown  in  the  last  chapter  to  be  approximately  20  to  1450  HZ, 
well  within  the  range  of  the  PLL  capability. 

When  the  PLL  is  locked  to  a  signal,  the  VCO  voltage  is  a  function 
of  the  frequency  of  the  input  signal  and  is  the  demodulated  output  during 
FM  demodulation.  The  VCO  voltage- to-frequency  characteristic  is  linear 
and  in  the  present  design  it  is  this  VCO  output  frequency  that  is  then 
converted  to  a  voltage  through  a  series  of  filters.  The  output  of  the 
last  filter,  and  therefore  the  tracking  module,  is  a  D.C.  signal  with  a 
small  AC  ripple  riding  on  it  at  the  frequency  of  the  modulated  signal. 
This  signal  then  goes  through  an  amplifier  and  a  low  pass  filter  which 
filters  out  the  AC  signal. 

At  the  final  stage  of  the  frequency  tracker  is  another  low  pass 
filter.  Its  cutoff  should  be  sufficiently  high  to  allow  the  demodulated 


signal  to  pass  but  it  should  not  be  too  high  that  just  noise  v/itb  no  wore 
additional  information  is  obtained.  In  the  original,  design  of  this 
tracker  the  filter  had  a  -3  dB  point  of  approximately  10.9  KHZ  which  in 
comparison  to  the  estimated  frequency  window  was  much  too  high.  This 
filter  was  bypassed  and  the  readout  of  the  frequency  tracker  went  direct¬ 
ly  to  a  tape  recorder  before  being  processed.  The  frequency  response 
(2500  HZ)  of  the  Ampex  5P-300  tape  recorder  at  a  speed  of  7  inches  per 
second  was  found  to  be  sufficiently  close  to  the  estimated  frequency 
window. 

The  output  of  the  last  filter  is  fed  into  a  front  panel  jcick  on 
the  tracker  from  which  the  demodulated  signal  can  be  further  processed. 
This  signal  is  also  fed  to  a  front  panel  D.C.  meter,  acting  as  a  null 
meter,  which  allows  the  mean  Doppler  frequency  to  be  readily  evaluated. 
This  is  accomplished  by  adjustment  of  the  frequency  of  the  local  oscil¬ 
lator  until  the  D.C.  level  from  the  frequency  tracker  and  therefore  the 
error  voltage  from  the  phase-locked  loop  are  equivalent  find,  under  pro¬ 
perly  trimmed  conditions,  equal  to  zero. 

As  further  explained  in  Chapter  V,  the  two-component  reference 
beam  mode  was  used  for  the  present  experimental  effort,  in  spite  of  the 
fact  that  it  was  not  possible  to  take  full  advantage  of  its  signal  pro¬ 
cessing  capabilities.  In  fact,  it:  was  not  possible  to  make  more  than 
mean  frequency  (that  is,  mean  velocity)  measurements  using  the  frequency 
trackers.  Therefore,  the  RMS  capabilities  described  in  Figure  4.1  were 
not  used.  A  brief  indication  of  the  reason  for  this  is  described  in 


the  following  section. 


Frequency  Tracker  Evaluation 

One  of  the  problems  that  arises  in  attempting  to  evaluate  the  sig¬ 
nal  processor  of  an  LDV  is  that  of  producing  a  test  signal  representative 
of  the  fluid  flow.  This  encompasses  not  only  providing  a  simulated  Doppler 
signal  that  is  frequency  modulated  to  represent  a  turbulent  signal  but  it 
also  requires  simulation  of  normal  system  noise  and  the  effects  of  particle 
size  distribution.  A  test  system  that  comas  very  close  to  accomplishing 
this  is  indeed  possible  and  is  outlined  in  the  following  pages. 

Wilmhurst  (1972)  developed  a  signal  generator  that  gives  a  sine 
wave  output  that  is  randomly  modulated  in  phase  and  amplitude  by  employing 
pseudo-random  noise  generators  to  modulate  the  sine  wave .  This  signal 
is  then  swept  by  mixing  a  constant  frequency  signal  with  the  output  of  a 
voltage  controlled  oscillator,  the  difference  of  which  is  the  instantaneous 
Doppler  signal.  This  signal  simulator  would  be  almost  complete  save  for 
the  fact  that  system  noise  and  particle  size,  two  important,  factors  which 
effect  frequency  tracker  performance,  are  not  simulated. 

In  actuality  this  seemingly  complex  Doppler  signal  generator,  to¬ 
gether  with  the  added  capabilities  of  pseudo  system  noise,  transient  signal 
or  noise  inputs,  and  an  approximation  to  particle  size  distribution,  is 
available  with  off-the-shelf  signal  generators  and  amplitude  shaping  fil- 

One  of  the  key  elements  in  the  circuit  is  a  random  noise  generator 
comparable  to  WAVETEK  Model  132.  This  generator  contains  a  pseudo-random 
sequence  generator  which  produces  analog  (or  digital)  noise.  The  signal 
is  periodic  after  a  variable  number  of  cycles.  The  bandwidth  and  the 
frequency  deviation  of  the  noise  can  be  selected  as  well.  This  allows 
this  generator  to  pseudo-randomly  frequency  modulate  a  pseudo-mean  Doppler 
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frequency  generated  by  an  attendant,  in-line,  generator,  in  this  case  a 
VJAVETEK  Model  144.  This  is  made  possible  by  using  the  VCG  input  of  the 
Model  144  to  externally  control  the  frequency  of  this  second  generator. 
Ideally,  a  second  Model  132  in  place  of  the  Model  144  would  allow  not 
only  a  pseudo-random  frequency  modulation  but,  in  addition,  the  variable 
S/N  capab.iliti.es  of  the  Model  144  v/ould  provide  a  pseudo  system  noise 
source  riding  on  the  signal. 

This  so-called  simulated  Doppler  signal-. needs  to  be  amplitude  modu¬ 
lated  by  passing  the  noise  signal  through  a  shaping  filter  driven  by  white 
noise  before  it  triggers  the  FM  generator.  This  simulates  the  variation 
in  light  intensity  of  the  Doppler  signal  during  the  passing  of  scattering 
particles  of  different  sizes  through  the  test  volume.  Two  other  important 
factors  should  also  be  considered.  Transient  signal  or  npise  inputs  into 
the  tracker  as  well  as  signal  dropout,  in  which  there  is  a  momentary  lack 
of  signal  into  the  tracker,  can  be  included  in  the  model  with  the  addition 
of  a  random  pulse  generator  and  a  summing  amplifier. 

A  correlator  is  used  in  order  to  obtain  the  auto-corrolation  of 
both  the  modulation  into  the  tracker  and  the  demodulated  output  of  the 
frequency  tracker.  A  cross-correlation  of  the  two  modulation  signals 
would  indicate  any  variations  between  them.  A  Fourier  transform  of  the 
cross-correlation  into  the  frequency  domain  by  means  of  a  spectrum  anal¬ 
yzer,  though  not  essential,  would  then  indicate  the  range  of  frequencies 
where  inaccurate  demodulation  occurs.  Such  basic  analysis  of  a  tracker  - 
is  considered  to  be  a  minimum  requirement  to  assuring  the  accuracy  of 
all  velocity  data,  other  than  mean  velocity,  obtained  from  a  tracker. 

In  the  present  evaluation  shaping  filters  were  not  readily  avail¬ 
able  and  only  one  noise  generator  was  easily  obtained.  A  random  pulse 


generator  was  not  used  either.  Despite  these  limitations  informative  re¬ 
sults  could  be  generated.  The  circuitry  utilized  is  outlined  in  Figure 

4.3. 

As  a  second  noise  generator  was  not  available,  the  effects  of 
variation  of  the  modulation  bandwidth  and  the  depth  of  modulation  on  the 
frequency  tracker  were  observed  without  noise  on  the  signal.  Independent 
of  this  study  the  roles  of  the  two  generators  were  reversed  in  order  to 
assess  the  behavior  of  the  frequency  tracker  with  variation  of  the  noise 
level  on  a  constant  amplitude,  simulated  Doppler  signal..  In  this  case 
the  modulation  was  either  square  or  triangular  rather  than  pseudo-random. 

None  of  the  correlation  results  are  presented.  Instead,  the  single 
sweep  pictures,  which  show  more  graphically  the  same  general  trends,  are 
presented.  Figures. 4.4  and  4.5  give  some  of  the  typical  results  obtained 
from  straight- forward  application  of  the  test  setup  depicted  in  Figure 
4.3  with  and  without  reversing  the  roles  of  the  two  frequency  generators. 
Figure  4.4A  shows  a  typical  Doppler  signal  obtained  from  the  electro- 
optical  receiving  elements  in  a  turbulent  flow  condition.  In  it  one  can 
see  not  only  the  mean  Doppler  frequency  and  its  modulations  but  also 
noise. 

As  the  phase-locked  loop  is,  among  other  things,  a  band-pass  filter, 
noise  outside  the  PLL  bandwidth,  though  still  of  concern,,  is  of  minor 
importance  in  relation  to  noise  on  the  Doppler  signal  that  is  passed  by 
the  filter.  With  this  in  mind  a  simple  but  essential  test  of  the  frequency 
tracker's  ability  to  lock  on  a  modulated  signal  with  noise  was  attempted. 
Figures  4.4B  and  4.4C  demonstrate  what  occurs  when  the  bandwidth  of  the 
modulation  (square  or  triangular,  respectively)  extends  beyond  the  dynamic 
lock  range  of  the  PIA  for  a  given  S/N  ratio  of  the  carrier  frequency. 
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A.  Real  Doppler  Signal  from  Photomultiplier 
Mean  Frequency:  375  KHZ 


B.  Square  Wave  Modulation  of  Doppler  Signal 
into  Frequency  Tracker  (lower  curve). 
Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve) . 

Mean  Doppler  Frequency:  300  KHZ 
Sweep  Width:  ±30  KHZ 
S/N  of  Doppler  Signal:  10  da 
Modulation  Frequency:  2  KHZ 


Triangular  Wave  Modulation  of  Doppler 
Signal  into  Frequency  Tracker  (lower  curve) . 
Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve). 

Kean  Doppler  Frequency:  300  KHZ 
Sweep  Width:  ±20  KHZ 
S/M  of  Doppler  Signal:  4  dB 
Modulation  Frequency:  2  khz 


A  REAL  DOPPLER  SIGNAL  AND  THE  RESPONSE  OF  THE  FREQUENCY 
TRACKER  TO  S/N  ON  A  SIMULATED  DOPPLER  SIGNAL 


Reproduced  from 
best  available  copy. 
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A.  Pseudo-Random  Frequency  Modulation  into 
Frequency  Tracker  (lower  curve) . 

Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve) . 

Horizontal  Scale:  0.2  las/div. 

Mean  Doppler  Frequency:  300  KHZ 
Sweep  Width:  ±50  KHZ 
Modulation  Frequency:  0-10  KHZ 


B.  Pseudo-Random  Frequency  Modulation  into 
Frequency  Tracker  (lower  curve) . 

Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve). 

Horizontal  Scale:  1  ms/div. 

Mean  Doppler  Frequency:  300  KHZ 
Sweep  Width:  ±250  KHZ 
Modulation  Frequency:  0-10  KHZ 


Demons Uration  of  Real  Doppler  Signal 
Horizontal  Scale:  0.1  ms/div. 

Kean  Frequency:  375  KHZ 


Reproduced  from 
best  available  copy. 


frequency  tracker  response  to  simulated,  pseudo-random 
MODULATION  AND  REAL  DOPPLER  MODULATION 
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A.  Pseudo-Random  Frequency  Modulation  into 
Frequency  Tracker  (lower  curve) . 

Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve) . 

Horizontal  Scale:  0.2  m;;/div. 

Mean  Doppler  Frequency:  300  KHZ 
Sweep  Widths  ±50  KHZ 
Modulation  Frequency;  0-10  KHZ 


B.  Pseudo-Random  Frequency  Modulation  into 
Frequency  Tracker  (lower  curve) . 

Demodulated  Signal  Out  of  Frequency  Tracker 
(upper  curve) . 

Horizontal  Scale:  1  ms/div. 

Mean  Doppler  Frequency:  300  KHZ 
Sweep  Width:  ± 250  KHZ 
Modulation  Frequency:  0-10  KHZ 


Demonstration  of  Real  Doppler  signal 
Horizontal  Scale:  0.1  us/div. 

Mean  Frequency;  375  KHZ 


Reproduced  from 
Pest  available 


FREQUENCY  TRACKER  RESPONSE  TO  SIMULATED,  PSEUDO-RANDOM 
MODULATION  AND  REAL  DOPPLER  MODULATION 


What  is  important  to  observe  here  is  the  capability  of  the  tracker  to 
maintain  a  continuous  lock  condition,  down  to  S/N  ratios  in  the  range  of 
6-10  dB  {S/N  values  between  2  and  3:1)  for  relatively  large  frequency 
fluctuations.  It  should  be  noted  that  the  sweep  widths  in  these  photo¬ 
graphs  are  only  typical  cases.  Larger  excursions  were  indeed  possible 
for  the  same  range  of  S/N.  Larger  modulation  frequencies  were  also 
possible. 

Figures  4 . 5n  and  4.5B  show  typical  frequency  response  characteris¬ 
tics  for,  now,  a  pseudo -randomly  modulated  Doppler  frequency  with  essen¬ 
tially  no  noise  (S/N  —  50  dB) .  Figure  4.5B  shows  that  a  sweep  width  of 
250  KHZ  exceeds  the  dynamic  lock  range  of  the  FLL.  Tests  showed  that 
at  a  mean  Doppler  frequency  of  300  KHZ,  with  a  0-10  KHZ  bandwidth  on  the 
random  modulation  frequency,  the  lock  range  of  the  PLL  allowed  the  equi- 
\alent  of  50%  turbulence  intensity  fluctuations  of  the  mean  frequency. 
This  is  more  than  sufficient  for  the  present  application  V7here  maximum 
turbulence  intensities  of  10-20%  were  expected.  Yet,  as  Figure  4.5C 
clearly  illustrates,  the  demodulation  of  a  real  Doppler  signal  is  not 
possible. 

The  apparent  reasons  for  the  poor  demodulation  characteristics  of 
the  present  LDV  system  are  varied.  The  optical  considerations  discussed 
in  Chapter  III  are  believed  to  be  of  particular  significance.  Is  deter¬ 
mination  of  the  S/N  ratio  of  the  real  Doppler  signal  is  difficult,  if  not 
impossible,  to  evaluate,  no  clear  indication  as  to  the  quality  of  the 
optical  signal  is  available.  The  noise  characteristics  »f  the  photomul¬ 
tiplier  tube  are  known  to  be  of  influence.  The  modifications  suggested 
in  Chapter  III  could  not  but  enhance  the  signal  quality  as  well  as  im¬ 
prove  the  other  characteristics  outlined. 
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Signal  dropout  and  transient  signal  or  noise  inputs  are  other  fac¬ 
tors  to  consider.  Preliminary  applications  of  a  pulse  generator  to  simu¬ 
late  transient  signals  indicated  good  performance  of  the  tracker  though 
the  observed  stability  of  the  phase-locked  loop  shows  the  need  for  a 
slightly  more  overdamped  loop  response.  In  addition ,  the  AC  output  of 
the  tracker  should  go  to  zero  during  the  non-burst  intervals.  This  was 
not  possible  to  observe  as  there  is  no  signal  dropout  protection  electron¬ 
ics  in  the  present  tracker.  In  modifying  the. electronics,  the  effect  of 
the  signal  dropout  addition  would  have  to  be  analyzed  for  its  effect  on 
accurate  frequency  demodulation.  Further  analysis  is  needed  of  this  LDV 
system  and  possible  alternatives,  before  accurate  and  complete  demodula¬ 
tion  r>f  higher  moments  of  the  Doppler  signals  can  bs  assumed  possible. 


CHAPTER  V 


MEASUREMENTS  AND  OBSERVATIONS  IN  A  POLYMER  FLOW 

The  stated  goals  of  this  part  of  the  work  were ,  as  already  noted, 
two-fold.  Polymer  drag  degradation  data  in  low  polymer  concentration 
pipe  flows  with  an  in-line  centrifugal  pump  was  desired.  Secondly,  with 
the  fresh  polymer  (before  passing  through  the  pump) ,  mean  velocity  pro¬ 
file  measurements  of  the  same  polymer  concentrations  were  made. 

Since  no  work  has  been  published  using  a  centrifugal  pump  and  since 
it  was  anticipated  that  it  would  cause  dramatic  degradation  of  the  poly¬ 
mer,  it  was  desired  to  document  this  degradation  as  a  function  of  the 
number  of  passes  of  the  flow  through  the  pump.  Low  concentrations  of 
polymer  are  of  particular  interest  for  their  potential  applications  and 
yet  few  degradation  results  in  a  flow  system  have  been  reported.  Most 
authors  have  generally  worked  with  large  and,  many  times,  saturated  con¬ 
centrations  (see,  for  example,  the  data  summary  in  Virk  et  al.,  1970). 

Goren  and  Norbury  (1967)  worked  v/ith  low  concentrations  but  did  only  sin¬ 
gle  pass  measurements  of  drag  reduction.  Huang  (1974)  also  worked  with 
extremely  low  concentrations.  His  interest  was  in, developing  similarity 
laws  for  undegraded,  unsaturated  polymer  flows.  Sylvester  and  Kumor  (1973) 
performed  some  degradation  tests  but  their  lowest  concentration  was  50  ppm. 

Various  velocity  profile  models  demonstrate  that  differences  are 
expected  between  the  velocity  distributions  for  drag  reducing  and  New¬ 
tonian  fluids,  with  particular  interest  centered  on  the  near-wall- 
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region.  Goren  and  Nor bury  (1967)  ran  lov;  concentration  velocity  profiles 
in  a  5.00  cm  diameter  pipe  using  a  pitot  tube. 


Drag  Reduction  Degradation  Studies 

Drag  reduction  was  measured  as  a  pressure  loss  by  means  of  two 
side-wall  pressure  taps  located  362  cm  apart,  the  pressure  difference 
being  measured  by  an  ITT  Barton  differential  pressure  transducer.  In 
measuring  the  pressure  loss  in  a  polymer  run  it  was  found  that  due  to 
the  small  settling  tank  upstream  of  the  pressure  taps,  it  took  approxi¬ 
mately  two  minutes  after  injection  for  the  polymer  to  record  a  minimum 
pressure  drop  (maximum  drag  reduction)  at  a  Reynolds  number  of  50,000. 
This  was  considered,  therefore,  the  minimum  allowable  time  before  taking 
pressure  or  velocity  profile  readings. 

The  percentage  drag  reduction  was  calculated  by  the  relationship 

F 

%  Drag  reduction  =  (1  -  =2-  )  ♦  100  (5.1) 

£ 

s 

where  F  is  the  friction  factor  of  the  polymer  plus  solvent  as  measured 

P 

by  a  pressure  reading  during  a  particular  polymer  run  and,  F^  is  the 

friction  factor  with  the  solvent  alone,  in  this  case  water,  both  being 

VD 

measured  at  the  same  Reynolds  number,  =  —  .  With  the  wall  shear 
stress,  T'w,  given  by 


D  dp 
lw  4  dx 

where  D  is  the  diameter  of  the  pipe  and 
measured  across  the  pressure  transducer, 
mula 


(5.2) 

is  the  pressure  gradient 
F  can  be  found  from  the  for- 


F 


2D 

pv 


dp 
2  dx 


(5.3) 


with  p  as  the  fluid  density  and  V  as  the  mean  velocity  of  the  flow.  For 
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the  low  concentrations  tested,  p  was  tissuiued  to  be  tJiat  of.  water,  The 
temperature  was  closely  monitored,  however,  as  the  kinematic  viscosity. 

V,  is  quite  sensitive  to  temperature.  A  one  degree  centigrade  error 
in  temperature  results  in  approximately  0.75“  error  in  mean  velocity  for 
the  range  of  temperatures  (14-20°  C)  encountered. 

Maximum  drag  reduction  studies  were  made  for  10,  20,  and  40  ppm 

(by  weight)  concentrations  of  Separan  AP-30  polymer.  Maximum  drag  re- 

Tw  £ 

ductions  and  their  corresponding  friction  velocities,  )  and 

4  4  4 

friction  factors,  F,  at  three  Reynolds  numbers  (4*10  ,  5*10  ,  6*10  ) , 
are  presented  in  Table  5.1.  The  ratio  of  maximum  to  average  velocity 
for  a  of  50,000  is  also  shown  for  the  three  polymer  concentrations 
as  well  as  for  fresh  water.  The  maximum  drag  reductions  for  these  con¬ 
centrations  are  plotted  in  Figure  5.1.  The  highly  non-linear  nature  of 
the  relationship  between  polymer  concentration  and  the  maximum  drag  re¬ 
duction  is  quite  evident,  where  it  is  seen  that  drag  reduction  is  direct¬ 
ly  proportional  to  the  polymer  concentration  raised  to  the  one-half 
power. 

As  can  be  seen  from  the  three  curves  there  is  also  a  non-linear 
relationship  between  the  Reynolds  number  and  the  percentage  drag  reduc¬ 
tion.  For  increasing  Reynolds  number  the  pressure  drop  is  not  increas¬ 
ing  as  rapidly  as  for  the  case  of  the  pure  solvent.  This  is  seen  in 
Table  5.1  in  the  values  of  F  for  any  of  the  polymer  flows  and  the  fresh 
water  flow  at  the  same  Reynolds  number.  For  Reynolds  numbers  greater 
than  60,000  it  is  expected  that  the  maximum  drag  reductions  would  be 
even  more  dramatic . 

A  representative  measure  of  the  repeatability  and  percentage  error 
of  the  pressure  readings  and  the  mean  flow  velocities  can  be  obtained 
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£rom  the  values  of  the  friction  factor  for  water  acquired  on  six  sepa¬ 
rate  occasions  during  the  testing  period.  The  experimentally  obtained 
values  are  given  in  Table  5.2.  The  average  deviation  from  the  average 


of  0.0209  is  1.5%.  This  included  a  1  3%  average  deviation  in  the  pres¬ 
sure  readings  (based  on  the  Iloody  diagram)  and  a  It  average,  deviation  in 
velocities.  From  the  Blasius  equation  the  friction  factor  is  calculated 
to  be  0.0210  for  R  =50,000. 


TABLE  5.2 

VALUES  OF  THE  FRICTION  FACTOR  (F) 

FOR  FRESH  WATER  ATR  =  5  *  10** 

N 


Run 

Fwater 

%  Deviation  from 
average  * 

1 

.0210 

0.5 

2 

.0203 

2.7 

3 

.0214 

2.5 

4 

.0209 

0.0 

5 

.0205 

1.8 

6 

.0212 

1.5 

*  F  =  0.0209 

average 


One  method  for  assessing  polymer  degradation,  while  continually 
evaluating  the  drag  reduction  effectiveness  of  the  polymer  solutions,  is 
to  measure  the  friction  factor  as  a  function  of  the  flow  time.  With  the 
polymer  solution  being  continually  sheared  in  a  turbulent  flovj,  suffi¬ 
cient  degradation  eventually  occurs  resulting  in  increased  pressure 
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gradient  requirements  to  maintain  a  given  flow  rate.  This  is  clearly 
demonstrated  in  Tables  5.3,  5.4,  and  5.5  where  polymer  degradation  in 
terms  of  the  decrease  in  the  percent  of  drag  reduction  of  a  particular- 
polymer  concentration  is  tabulated.  The  solution  was  repeatedly  passed 
through  the  flow  system  until  it  no  longer  was  effective  as  a  drag  re¬ 
ducing  agent. 

Polymer  concentrations  of  10,  20,  40,  50,  and  100  ppm  v;erc  used. 
However,  due  to  the  limitations  of  the  flow  system  as  described  in 
Chapter  II,  it  was  not  possible  to  dissolve  concentrations  greater  than 
40  ppm  before  the  solution  arrived  at  the  test  area.  Therefore,  maximum 
drag  reduction  readings  for  the  50  and  100  ppm  concentrations  could  not 
be  obtained.  It  was  assumed  that  these  solutions  were  well,  dissolved 
further  downstream  before  passing  through  the  centrifugal  pump  for  the 
first  time. 

A  few  general  observations  can  be  made.  The  hydrodynamic  inter¬ 
action  between  the  polymer  and  the  flow  field  is  significant  not  only  in 
terms  of  the  drag  reduction  effectiveness  but  also  in  relation  to  the 
severity  of  the  polymer  degradation.  For  a  saturated  or  over-saturated 
solution  the  drag  reduction  is  not  only  a  maximum  but  it  is  not  reduced 
in  effectiveness  until  the  concentration  of  high  molecular  weight  mole¬ 
cules  is  decreased,  by  degradation,  below  that  required  for  maximum  drag 
reduction.  As  the  concentrations  used  in  the  present  experiments  were 
all  undersaturated  (see  Huang,  1974),  maximum  drag  reduction,  estimated 
by  Virk  et  al.,  (1970)  was  not  obtained  and  degradation  began  almost 
immediately  in  the  high  shear  environment.  The  shear  stresses  caused  by 
the  centrifugal  pump  cause  the  breaking  of  chemical  bonds  and  the  degra¬ 
dation  of  polymer  solutions  passing  through  it.  Unfortunately  the  pump 
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performance  with  a  particular  polymer  concentration  could  not  be  catego¬ 
rized  because  the  drag  reduction  properties  of  the  circulating  polymer 
solution  were  changing  with  every  pass  through  the  pump.  Prorn  the  50  and 
100  ppm  runs  the  asymptotic,  non-linear  degradation  of  the  polymer  is 
quite  evident. 

Tables  5.3,  5.4,  and  5.5  show  that  drag  reduction  is  a  function  of 
R  .  The  higher  the  flow  rate  the  more  effective  is  the  drag  reduction 
and,  in  turn,  the  higher  is  the  degradation  rate.  This  is  quite  apparent 
from  the  first  and  second  pass  drag  reductions  for  all  concentrations. 
Looking  at  Table  5.3,  even  the  10  ppm  solution  has  some  drag  reduction 
capabilities  after  one  pass  through  the  pump  for  the  lowest  R^  tested. 
However,  for  the  existing  test  conditions,  the  low  polymer  concentrations 
of  10,  20,  40  and  50  ppm  suffered  considerably  greater  losses  in  drag 
reduction  effectiveness  with  the  first  pass  through  the  pump  than  did  the 
100  ppm  solution.  They  suffered  a  50-60".  degradation  in  drag  reduction 
while  the  100  ppm  solution  degraded  only  18%  for  all  Reynolds  numbers. 

For  subsequent  runs  the  100  ppm  solution  degraded  at  an  ever  increasing 
rate  with,  again,  more  severity  at  the  higher  R^. 

As  v/as  already  noted  in  Chapter  I,  the  concentration  of  the  highest 
molecular  weight  elements  in  the  molecular  weight  distribution  influences 
the  degradation  characteristics  of  a  particular  polymer  flow.  With  in¬ 
creasing  concentration  of  a  given  polymer,  the  probability  of  entangle¬ 
ment  between  polymer  chains  increases.  What  apparently  occurs  is  that 
with  the  first  pass  through  the  pump,  the  concentration  of  the  higher 
molecular  weight  elements  in  the  10  and  20  ppm  solutions  experiences  com¬ 
plete  scission.  For  the  40  and  50  ppm  solutions  there  is  almost  complete 
scission.  In  the  100  ppm  solution  this  complete  scission  does  not  occur 
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as  rapidly  and,  in  fact,  is  postponed  until  approximately  the  fourth  or 
fifth  pass  through  the  pump.  The  drag  reduction  capabilities  that  remain 
after  this  are,  as  for  the  cases  of  the  lower  concentrations,  possibly 
due  to  factors  other  than  entanglement  of  the  high  moleculcir  weight 
chains.  As  noted  by  Sylvester  and  Kumor  (1973) ,  this  residual  resistance 
to  shear  is  present  in  infinite  dilution  solutions  and  at  this  point  just 
the  interaction  between  solvent  and  polymer  chains  is  capable  of  brinying 
about  complete  shear  degradation.  As  they  also  note,  extreme  caution 
must  be  taken  in  interpreting  experimental  results  because  of  both  the 
chemical  and  mechanical  factors  that  effect  the  shear  degradation.  Some 
of  these  were  noted  in  Chapter  I. 

In  all  of  the  above  pressure  results  it  was  assumed  that  there 
were  no  pressure  errors  due  to  the  viscoelastic  properties  of  the  polymer. 
Broadbent  et  al. (1968)  suggested  that  a  systematic  error,  independent 
of  hole  size,  exists  for  viscoelastic  fluids  for  Reynolds  numbers  well 
below  50.  Here  the  Reynolds  number  based  on  the  undisturbed  wall  shear 
stress,  T  ,  and  the  hole  diameter,  d,  (in  this  case  approximately  3.1  rnrn) 

w  T 

d  T  x 

can  be  written  as  Rv  =  —  (  —  )s  (see  Tanner  and  Pipkin,  1969) .  For  the 

N  V  p 

present  experiments  R^  was  calculated  to  be  approximately  230. 

Velocity  Profile  Results 

Axial  mean  velocity  profiles  for  water  and  10,  20  and  40  ppm  solu¬ 
tions  of  Separan  AP-30  at  a  Reynolds  number  of  50,000  were  obtained. 

The  two-component  reference  beam  mode  described  in  Chapter  III  was  used 
to  obtain  the  velocity  results.  The  output  of  either  of  the  photomulti¬ 
plier  channels  could  be  used  for  this.  As  a  check  on  results,  however, 
both  channels  were  used  sequentially  at  each  data  station.  This  proved 
very  useful  in  checking  for  consistency  of  results.  This  was  necessary 


as  occasionally  the:  frequency  tracker  would  come  out  oi  a  lock  mode 
(i.e.  not  locked  on  a  Doppler  signal;  and  would  give  an  erroneous  reading. 
With  good  oxjsrution,  there  was  a  constant  difference  in  Doppler  signals 
read  between  the  two  channels  difference  for  the  centerline  value) 
attributable  to  a  slight  misalignment  in  the  optic  systems.  As  misalign¬ 
ment  was  assessed  to  be  axi-symmetric,  the  average  of  the  two  signals  was 
used  to  give  the  mean  Doppler  and  therefore  mean  velocity  readings.  It 
should  be  noted  that  all  frequency  detectors  yield  the  absolute  magnitude 
of  the  frequency,  losing  the  sign.  Therefore,  care  should  be  used  in 
calculating  the  velocity  using  equation  (3.1). 

The  results  are  plotted  in  Figure  5.2  where  the  velocities  have 
been  normalized  by  the  maximum  (centerline)  velocities  measured  during 
each  test  run.  They  are  plotted  versus  a  normalised  distance  from  the 

—  27 

wall,  r  =  1  -  —  ,  where  r  is  the  distance  from  the  flow  centerline  axis 

cl 

and  a  is  the  radius  of  the  pipe.  The  fresh  water  profile  compares  well 
with  the  mean  velocity  profile  of  sandborn  (1955)  who  measured  air  flow 
in  a  10.16  cm  diameter  pipe  at  a  Reynolds  number  of  50,000. 

The  velocity  profiles  become  fuller  with  the  velocity  defect  re¬ 
duced  at  a  similar  radial  position  in  the  pipe  for  increasing  polymer 
concentrations.  There  appears  to  be  a  crossover  point  between  the  poly¬ 
mer  profiles  and  that  of  water  at  an  r  between  0.03  and  0.04.  This  is 
quite  close  to  the  0.05  value  obtained  by  Walter  (1.974)  and  Aquino  and 
Laraontagne  (1973) .  Walter  worked  with  a  family  of  variable  molecular 
weight  polymers  at  a  concentration  of  5000  ppm  while  Aquino  and  Lamontagne 
measured  the.  velocity  profiles  of  water  and  a  2  ppm  solution  of  POLYOX 
WSR-301.  Similar  to  the  present  results,  both  observed  fuller  profiles 
with  a  decrease  in  shear  rate,  dV/dy,  close  to  the  wall  for  the  polymer 
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solutions.  This  disparity  with  Newtonian  behavior  is  still  not  com¬ 
pletely  understood.  Bryson  et  al.  (1971)  who  arrived  at  similar  re¬ 
sults  suggest  a  quantitative  model  for  the  apparent  thickening  or  re¬ 
duction  in  the  mean  velocity  of  the  flow  zone  near  the  wall  of  their 
25.4  rarct  diameter  pipe.  From  measurements  within  less  than  0.1  mm  from 
the  wall  they  observed  vjhat  appears  to  be  a  wall-absorption- type  effect 
of  the  polymer.  In  their  model  it  is  assumed  that  this  leads  to  the 
formation  of  an  essentially  stationary  and  very  thin  layer  at  the  wall 
outside  of  which  the  regular  boundary  layer  develops.  They  show  that 
the  values  obtained  for  this  layer  thickness  are  in  agreement  with  the 
increase  in  sublayer  thickness  necessary  to  explain  their  observed 
decrease  in  shear  rates  with  drag  reduction.  Aquino  and  Lamontagne  (1973) 
show  what  appears  to  be  a  similar  stationary  layer  close  to  the  wall  in 
their  polymer  profile  results. 

Though,  as  will  be  noted  below,  it  was  not  possible  in  the  present 
experiments  to  obtain  results  close  enough  to  the  wall  to  observe  this 
possible  layer,  the  above  results  and  the  model  of  Bryson  et  al.  would 
explain  the  reduction  of  the  wall  shear  velocity  with  the  fuller  polymer 
profiles. 

The  velocity  profile  data  was  also  normalized  by  the  average  veloc¬ 
ity  of  the  flow  acquired  from  flow  meter  readings  and  then  plotted  versus 
r.  There  was  again  a  crossover  point  of  the  polymer  profiles  with  that 
of  water  at  the  same  r.  An  integration  of  these  velocity  profiles  showed 
that  the  average  deviation  from  the  average  area  under  these  profiles 
was  2.5%.  The  largest  deviation  was  +5%  for  the  10  ppm  profile.  For 
simplification  in  carrying  out  this  integration  it  was  assumed  that 
near  the  wall  the  polymer  profiles  formed  a  line  of  infinite  shear  rate 
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beginning  at  their  crossover  point  with  the  water  profile. 

Figure  5.3  shows  the  same  data  plotted  in  a  more  useful  form  using 
dimensionless  Newtonian  velocity  profile  laws.  The  experimentally  de¬ 
termined  wall  shear  velocities  presented  in  Table  5.1  were  used  in  pre¬ 
paring  these  profiles.  The  well  known  Newtonian  velocity  profiles  given 
by  equations  (5.4)  and  (5.5) 


V*  =  Y+ 


viscous  sublayer 


(b.c. 


V+  =  5.62  logY+  +  5.0  law  of  the  wall  (5.5) 

ware  also  plotted.  The  velocity  profiles  showed  the  behavior  predicted 
by  the  displacement  models  for  low  drag  reducing  flows  in  which  the  amount 
of  displacement  from  the  Newtonian  line  varied  proportionately  to  the 
polymer  concentration.  Physically  this  can  be  seen  from  the  effective 
slip  model  proposed  by  Virk  et  al„,  (1970).,  In  this  model  the  mean 
velocity  profile,  Vp,  in  a  polymer  solution  is  given  to  be  the  sum  of 
the  Newtonian  profile  velocity,  V^,  (at  the  same  friction  velocity,  V  , 
as  the  polymer  solution)  plus  a  constant  effective  slip  velocity,  S,  both 
taken  at  the  same  Reynolds  number.  Nondimensionally , 


+  +  + 
VP  "  VN  +  S 


(5.6) 


The  zone  in  which  this  effective  slip  occurs  is  called  the  interactive 
zone  which  in  the  limit  of  maximum  drag  reduction  extends  to  the  center¬ 
line  of  the  pipe.  Virk's  maximum  drag  reduction  curve, 

V+  =  30  logY+  -  20.2  (5.7) 

is  also  shown. 

In  the  present  low  drag  reduction  results  there  arc  few  data  points 
which  hook  up  with  the  viscous  sublayer  plot.  The  closest  to  the  wall 
possible  was  a  Y+=10  value  (0.25  mm  from  the  wait)  for  the  pure  solvent. 


O  V.’ater  (Solvent) 

Q  10  ppm 


Figure  5.3  Experimental  Dimensionless  Polymer 
Velocity  Profiles 
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A  5. OS  cm  diameter  pipe  at  the  Reynolds  numbers  at  interest  did  not  offer 
a  very  thick  sublayer  to  s£>£in.  For  the  polymer  solutions  it  was  not 

#  *4- 

possible  to  get  any  closer  than  Y  --10,  approximately  the  outer  limits 
of  the  viscous  sublayer  for  the  10  and  20  pi>m  solutions  as  seen  in 
Figure  5.3.  The  frequency  tracker  was  not  able  to  follow  signals  at 
distances  closer  to  the  pipe  wall. 

A  combination  of  optical  and  electronic  limitations  are  considered 
to  have  caused  this  behavior.  A  design  characteristic  of  the  frequency 
tracker  used  is  that  it  cannot  track  mean  Doppler  frequencies  below  ap- 
proximately  170  KHZ.  The  mean  Doppler  frequency  for  the  Y  =10  data  point 
was  approximately  200  KHZ.  Looking  at  the  trends  of  the  polymer  velocity 
profiles  in  Figure  5.2,  to  get  as  close  to  the  wall  as  for  the  solvent 
would  imply  a  mean  velocity  approaching  the  minimum  that  can  be  tracked 
by  the  frequency  tracker.  The  presence  of  the  polymer  in  solution  as 
well  as  the  proximity  of  the  wall  might  also  have  resulted  in  a  Doppler 
S/N  level  below  the  threshold  level  of  the  frequency  tracker.  It  is 
also  suspected  that  the  40  ppm  data  point  that  falls  on  the  maximum  drag 
reduction  line,  but  above  the  other  40  ppm  points, is  due  to  erroneous 
readings  caused  by  the  proximity  of  the  wall. 


CHAPTER  VI 


CONCLUSIONS 

"■Drag  reduction,  effects  of  polyraer  degradation  and  mean  flow  char¬ 
acteristics  of  a  series  of  drag  reducing  polymer  flows  using  tap  water 
as  the  solvent  were  obtained  using  a  laser  Doppler  velocimeter  and  a 
pressure  transducer. 

A  closed-loop  flow  system,  using  a  centrifugal  pump  for  recircula-, 
tion  of  the  flow,  allowed  a  study  of  the  degradation  of  the  10,  20,  40, 

50  and  100  ppm  concentrations  of  Separan  AP-30  polymer  injected  into 
the  flow.  Results  indicate  a  significant  degradation  for  all  concentra¬ 
tions  after  just  one  pass  through  the  flow  system.  For  subsequent  passes 
through  the  system  the  non-linear  degradation  of  the  polymer  flow  is  ob¬ 
served  asymptotically  approaching  the  wall  shear  stress  value  of  water. 

Velocity  profiles  at  maximum  drag  reduction  for  10,  20  and  40  ppm 
concentrations  we re  obtained.  Data  was  acquired  to  within  Y+-10  of  the 
wall  with  the  LDV  system  used.  Agreement  .tfith  trends  predicted  by  veloc¬ 
ity  profile  displacement  models  for  low  drag  reduction  flows  is  demon¬ 
strated.  V7ith  increasing  concentration  the  velocity  profiles  become 
progressively  fuller.  An  accompanying  decrease  in  wall  shear  stress 
with  increased  polymer  concentration  is  attributed  to  a  possible  sta¬ 
tionary  layer  close  to  the  wall  observed  by  several  authors. 

An  analysis  of  the  optical  system  used  was  also  presented.  It  was 
found,  based  on  fundamental  optical  considerations  as  well  as  from  data 
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on  skittering  particle  densities,  that  scattering  from  the  natural  con- 
taminants  in  the  water  was  sufficient  to  ensure  that  additional  scatter- 
ing  particles  were  not  necessary.  Signal  broadening  and  signal-to- 
noise  considerations  indicated  that  the  dual-scatter  inode  might  improve 
the  signal  quality  of  the  LDV  system. 

A  complete  description  of  the  signal  processing  system  v/as  given.  ... 
The  frequency  tracker  was  evaluated  in  order  to  obtain  some  guidelines 
as  to  its  capabilities  and  limitations.  Results  show  good  performance 
characteristics  within  the  ranges  of  expected  signal  parameters.  The 
tracker  is  shown,  however,  to  be  not  capable  of  accurately  measuring  more 
than  the  mean  Doppler  frequency  signals.  To  improve  this  performance 
specific  modifications  in  the  optical  system  as  well  as  the  frequency 
tracker  are  suggested.  The  components  of  a  proposed  test. circuit  to 
simulate  real  Doppler  signals  and  to  test  the  accurate  and  complete  de¬ 
modulation  capabilities  of  any  frequency  tracker  was  outlined. 


APPENDIX 


FREQUENCY  TRACKER  CIRCUITRY 

A  general  description  and  a  block  diagram  of  the  Electronetics 
frequency  tracker  used  was  presented  in  Chapter  IV.  Detailed  circuit 
diagrams  of  four  of  the  components  which  comprise  this  tracker  are  shown 
in  Figures  A.l/  A. 2,  A. 3  and  A. 4. 

Referring  to  Figure  4-2,  the  Variable  Oscillator  is  a  KHRON-HITE 
Test  Oscillator  Model  4200  providing  sine  'wave  signals  from  10  H2  to 
10  MHZ.  The  Variable  Gain  Amplifier  is  a  PHILBRT.CK  Differential  Opera¬ 
tional  Amplifier  Model  P65A.  This  plug-in  module  was  modified  by  addition 
of  a  trimpot  in  order  to  allow  adjustment  of  the  gain.  The  input  Low  Pass 
Filter  is  an  epoxy-embedded  module  with  a  10  MHZ  cutoff.  It  was  designed 
to  attenuate  noise  above  this  frequency.  The  output,  epoxy- embedded  Low 
Pass  Filter,  as  discussed  in  Chapter  IV,  has  a  -3  dB  point  of  approximate¬ 
ly  10.9  KHZ.  The  Broad  Band  Sloping  Amplitude  Filter  was  described  in 
Chapter  IV. 
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FREQUENCY  DISCRIMINATOR  AND  TRACKER 


HYBRID  ACTIVE  FILTER 
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